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INTRODUCTION 


The  key  objectives  of  the  study  are  to  verify  the  innovative  concepts  for  non-invasive 
intracranial  pressure  (ICP)  absolute  value  measurement  and  for  non-invasive  cerebrovascular 
autoregulation  continuous  monitoring,  to  prove  the  design  concepts  and  to  perform  the  limited 
clinical  trials  of  the  new  prototype  devices.  These  prototype  devices  have  been  designed  and 
successfully  preliminarily  tested  during  the  first  year  of  this  two-year  study. 

A  slow  ICP  and  ABP  wave  correlation  methodology  can  be  used  for  cerebrovascular 
autoregulation  monitoring.  A  prototype  of  a  non-invasive  human  brain  intraparenchymal  blood 
volume  slow  wave  monitor  has  been  used  together  with  invasive  ICP  and  ABP  slow  wave 
monitors  in  the  ICU.  Patients  with  traumatic  brain  injuries  were  monitored  simultaneously  with 
these  invasive  and  non-invasive  monitors.  Also  a  prototype  of  ultrasonographic  absolute  ICP 
meter  was  applied  for  periodic  non-invasive  ICP  measurements  on  the  same  patients  following 
Clinical  Research  Protocol  No.99124006,  AIBS  No.990135,  HSSRB  log  No.A-9676. 

Continuous  monitoring  of  the  cross-correlation  factor  between  invasively  recorded  ICP  and 
ABP  slow  waves  was  performed  simultaneously  with  non-invasive  monitoring  of  cross¬ 
correlation  factor  between  volumetric  intraparenchymal  blood  volume  slow  waves  and  ABP 
slow  waves.  A  high  cross-correlation  has  been  shown  between  non-invasively  and  invasively 
measured  slow  intracranial  B  waves.  Also  it  has  been  shown  experimentally  that  non-invasive 
autoregulation  monitoring  reflects  the  same  autoregulation  state  dynamic  as  invasive 
autoregulation  monitoring  in  the  cases  of  impaired  or  intact  cerebrovascular  autoregulation. 
The  preliminary  results  of  clinical  assessment  of  non-invasive  ICP  measurement  method  show 
that  this  is  the  only  method  for  non-invasive  ICP  measurement  without  the  problem  of 
individual  calibration  of  the  system  “patient  -  non-invasive  ICP  meter”. 
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BODY 


1.0.  NON-INVASIVE  ICP  MEASUREMENT  THROUGH  THE  HUMAN  EYE 


1.1.  NON-INVASIVE  ABSOLUTE  ICP  VALUE  MEASUREMENT.  STATE  OF  THE 
ART 


Head  injury  has  devastating  economic  and  social  consequences  both  for  the  victim  and  for  the 
society  that  supports  the  victim.  The  World  Health  Organization  estimate  that  by  the  year  2010, 
one  in  ten  families  will  have  a  family  member  with  a  head  injury.  Since  the  head  injury  is  more 
prevalent  in  the  young  and  the  associated  disability  does  not  significantly  reduce  life 
expectancy,  the  result  is  that  the  social  and  economic  costs  incurred  by  health  and  welfare 
organizations  are  long  term  and  substantial  [1]. 

Direct  measurement  of  intracranial  pressure  remains  the  mainstay  of  detecting  brain  swelling 
after  the  head  injury  before  the  pressure  rises  to  the  levels  damaging  the  brain  function.  At 
present,  the  measurement  techniques  are  invasive  and  require  either  the  placement  of  a  catheter- 
tip  strain  gauge  device  into  the  brain  tissue  directly  or  a  fluid  filled  catheter  placed  into  the 
cerebral  spinal  fluid  space  within  the  brain.  The  placement  of  these  catheters  damages  the  brain 
tissue  through  which  they  are  placed  and  entails  the  risk  of  causing  intracerebral  bleeding  if  the 
blood  vessels  are  damaged  during  the  placement  of  the  catheter.  Due  to  these  risks,  intracranial 
pressure  is  usually  monitored  only  in  the  severely  head  injured  patients  and  only  if  there  is 
clinical  or  CT  or  MRI  -  imaging  evidence  of  the  brain  at  risk  of  the  raised  pressure. 

As  a  consequence,  the  actual  incidence  of  the  raised  intracranial  pressure  (ICP)  in  the  less 
severely  head  injured  population  is  not  well  known.  Certainly,  there  is  a  significant  morbidity 
associated  with  both  moderate  and  minor  head  injury  but  to  what  degree  that  damage  is  due  to 
the  raised  ICP  or  is  it  potentially  treatable  is  unknown.  Is  it  found  that  there  is  evidence  that  a 
significant  proportion  of  patients  for  whom  the  computer  tomography  (CT)  or  magnetic 
resonance  imaging  (MRI)  scan  do  not  show  the  evidence  of  the  raised  pressure,  subsequently  go 
on  to  develop  episodes  of  the  raised  intracranial  pressure.  To  define  the  clinical  significance  of 
the  raised  ICP  in  these  patient  groups,  the  non-invasive  ICP  monitoring  technology  is  needed. 
The  ideas  of  the  measurement  of  ICP  non-invasively  have  been  appearing  since  1980.  There  are 
many  patents  [2,3,6-19],  the  authors  of  which  have  attempted  to  find  the  objects  or 
physiological  characteristics  of  cerebrospinal  system  that  would  be  related  to  the  ICP  and  to 
monitor  them  non-invasively  (Table  1,  Fig.l). 


Acoustic  impedance  and 
resonance  characteristics 
Bridger  et  al.  (US  Pat.  5,919,144)  J 


6 


Fig.  1  Different  methodologies  for  non-invasive  ICP  monitoring 
Table  1.  Patents  of  non-invasive  ICP  measurement  methods. 


Author  and 
patent  number, 

Year 

Object  or  characteristic  related  to 
ICP 

Method 

Allocca  [6] 
us  Pat.  4,204,547 

1980 

Blood  flow  in  a  jugular  vein 

Oeclusion  of  blood  flow  in  a  jugular  vein  and  the 
electromagnetic  measurement  of  the  ehange  of  blood  flow 
within  the  jugular  vein  upstream  of  the  occlusion 

Rosenfeld  et  al.  [7] 
us  Pat.  4564022 

1986 

Electrieal  brain  activity 

Measurement  of  the  changes  of  electrical  brain  activity  after 
the  light  stimulus  into  the  eyes 

Kageyama  [8] 

US  Pat.  4,971,061 

1990 

Dura  matter  thickness 

Amplitude  measurement  of  ultrasound  interference  echoes 
reflected  from  dura  matter 

Kageyama  [9] 

US  Pat.  4,984,567 

1991 

Dura  matter  thiekness 

Cepstrum  analysis  of  ultrasound  interference  echoes 
reflected  from  dura  matter 

Mick  [10] 

US  Pat.  5,117,835 

1992 

Sound  attenuation  in  skull  bones 

Measurement  of  ultrasound  attenuation  in  skull  bones  and 
signal  spectrum  analysis 

Ragauskas  et  al.  [2] 
us  Pat.  5,388,583 

1995 

Acoustic  properties  of  brain 
parenchyma  tissue 

Ultrasound  pulse  transmission  through  the  intracranial 
media  and  signal  time-of-flight  measurement 

Yostetal.  [11] 

US  Pat.  5,617,873 

1997 

Cranium  diameter 

Phase  measurement  of  ultrasound  signal  reflected  from  the 
far  side  of  the  skull 

Paulat  [12] 
wo  97/30630 

1997 

Electrical  resistance  of  the  skull 

Signal  waveform  analysis 

Bridget  et  al.  [13] 

US  Pat.  5,919,144 

1999 

Acoustic  impedance  and 
resonance  charaeteristies  of  the 
cranium 

Low  frequency  acoustic  signal  transmission  through  the 
cranium  and  the  application  of  the  spectral  analysis  for  a 
detected  signal 

Alperin  [14] 

US  Pat.  5,993.398 

1999 

Arterial  and  venous  blood  flow 
and  the  cerebrospinal  fluid  flow 

Phase  contrast  magnetic  resonance  imaging 

Denninghoff  [15] 
wo  99/65387 

1999 

Simultaneous  measurement  of  the  SrVOz  saturation  in 
retinal  vessels,  intraocular  pressure  and  cardiac  cycle 

Ragauskas  et  al.  [3] 

US  Pat.  5,951,477 

1999 

Blood  flow  in  the  eye  artery 

Ultrasonic  two  depth  Doppler  blood  flow  measurement 
technique 

Madsen  etal.  [16] 

US  Pat.  6,086,533 

2000 

Blood  flow  in  the  intraeranial 
vessels 

Ultrasonic  Doppler  blood  flow  measurement  technique 

Borchert  et  al.  [17] 

US  Pat.  6,129,682 

2000 

Parameters  of  an  optie  nerve  of 
the  eye 

Optical  coherence  tomography 

Sinha[18] 

US  Pat.  6,117,089 

2000 

Stress  level  of  skull  bones 

Generating  and  detecting  standing  waves  in  the  skull  bones 
and  the  measurement  of  phase  difference  between  the 
transmitted  oscillatory  signal  and  the  received  signal 

Michaeli  [19] 
wo  0068467 

2000 

Third  cerebral  ventriele 

Analysis  of  echo  pulsogram  waves 

Most  of  the  proposed  monitoring  technologies  are  based  on  the  ultrasound  application  and  are 
capable  of  monitoring  physiological  properties  such  as  blood  flow  in  intracranial  or  intraocular 
vessels,  pulsations  of  the  cerebral  ventricles,  cranium  diameter  or  acoustic  properties  of  the 
cranium.  However,  there  are  a  number  of  major  problems  encountered  by  the  authors  of  these 
works  [6-19]  including  such  issues  as: 

-  which  biophysical  parameter  of  a  cerebrospinal  system  is  a  stable  function  of  intracranial 
pressure  or  cerebral  perfusion  pressure  (CPP)? 

-  is  that  function  linear  and  sufficiently  independent  of  such  main  influential  factors  as  arterial 
blood  pressure  (ABP)  and  how  it  depends  on  the  cerebral  blood  flow  autoregulation? 

-  how  to  calibrate  non-invasively  and  individually  the  system  "individual  patient  -  non-invasive 
ICP  or  CPP  meter”? 

All  the  proposed  methods  (Table  1),  with  the  exception  of  our  method  of  absolute  ICP 
measurement  through  the  human  eye  [3],  are  indirect  and  need  individual  calibration  of  the 
system  “individual  patient  -  non-invasive  ICP  meter”.  In  all  these  cases  the  dilemma  appears  - 
wheather  the  non-invasive  absolute  ICP  calibration  method  could  be  created.  Such  a  method 
can  be  used  also  for  the  absolute  ICP  measurement.  Thus,  any  non-invasive  indirect  ICP  meters 
have  no  sense. 

The  general  solution  of  absolute  ICP  measurement  is  to  invent  an  absolute  ICP  non-invasive 
meter,  reliable  and  accurate  enough  for  clinical  practice,  without  the  necessity  of  individual 
calibration.  The  “Vittamed  Ltd.”  method  [3]  of  the  measurement  through  the  eye  is  the  only 
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method  which  does  not  need  individual  calibration  because  this  is  a  direct  method  of 
comparison  of  absolute  ICP  with  extracranial  pressure  applied  to  the  tissues  surrounding  the 
human  eye  [4,5,20,21], 

Our  innovative  method  [3]  includes  a  means  based  on  the  transcranial  Doppler  multi-depth 
technique  for  a  non-invasive  absolute  ICP  and  external  absolute  pressure  comparison. 

The  concept  of  non-invasive  ICP  absolute  value  measurement  [3]  is  the  following: 

-  the  eye  artery  is  used  as  a  natural  “transducer”  which  has  two  segments  -  intracranial  and 
extracranial.  The  intracranial  segment  is  compressed  by  ICP.  The  extracranial  segment  can  be 
compressed  by  the  controlled  external  pressure  applied  to  the  eye  ball  surrounding  tissues; 

-  the  pressure  balance  can  be  achieved  when  the  absolute  value  of  external  pressure  is  equal  to 
the  ICP.  In  the  case  of  balance  the  blood  flow  parameters  in  the  intracranial  segment  and 
extracranial  segment  of  the  eye  artery  are  almost  equal  independently  of  the  absolute  value  of 
arterial  blood  pressure,  hydrodynamic  resistance  of  the  eye  veins,  the  pressure  inside  the  eye 
ball  and  the  initial  absolute  values  of  the  blood  flow  parameters  in  both  segments  of  the  eye 
artery; 

-  a  specially  designed  two-depth  pulse  wave  transcranial  Doppler  device  could  be  applied  to 
identify  this  balance.  The  absolute  value  of  external  pressure  reflects  the  absolute  ICP  value  for 
this  balance. 

1.2.  PRELIMINARY  MULTIDEPTH  TCD  MEASUREMENTS  OF  THE  EYE  ARTERY 
BLOOD  FLOW 

In  order  to  study  the  ultrasonic  transducer  adjustment  procedure  for  two  depth  eye  artery  blood 
flow  measurements  the  multidepth  power  M  -  mode  TCD  technique  was  used  (Spencer 
Technologies,  Seattle,  WA,  USA).  The  purpose  of  such  an  examination  was  to  show 
experimentally  the  ability  to  identify: 

-  the  internal  carotid  artery  and  the  depth  of  it  from  the  surface  of  the  ultrasonic  TCD  transducer 
applied  to  the  eye  lid; 

-  to  identify  blood  flow  pulse  waves  in  the  intracranial  and  extracranial  segments  of  the  eye 
artery; 

-  to  identify  the  depths  of  extracranial  and  intracranial  segment  of  the  eye  artery; 

-  to  identify  the  depths  of  “input”  and  “output”  of  the  optic  nerve  canal. 

The  experimental  results  are  shown  in  Fig.  2  -  Fig.  16.  All  results  are  presented  in  two  windows 
of  the  power  M  -  mode  TCD  device. 

The  upper  window  is  a  M  -  mode  window  where  the  depth  of  insonation  is  shown  on  the  X  axis 
and  the  time  is  shown  on  the  Y  axis.  The  signals  in  the  upper  window  represent  the  depth  -  time 
dependencies  on  the  power  of  ultrasonic  signal  reflected  from  the  eye  artery  blood  flowing  in 
different  depths  from  the  eye  lid  surface. 

The  signals  in  the  lower  window  represent  TCD  spectra  of  the  eye  artery  blood  flow  pulse 
waves  at  the  selected  depth.  The  selected  depth  is  marked  in  the  upper  window  as  an  yellow 
line. 

Fig.  2  -  Fig.  10  show  the  simultaneous  measurements  of  the  eye  artery  and  the  internal  carotid 
artery  power  M  -  mode  signals  and  also  TCD  signals  measured  at  the  depths  from  43  mm  to  80 
mm.  The  difference  of  TCD  signals  measured  at  the  depth  of  internal  carotid  artery  (65  ...  80 
mm)  and  TCD  signals  measured  at  the  depths  of  infra-  and  extracranial  segments  of  the  eye 
artery  (depths  43  ...  58  mm)  are  clearly  seen. 

Fig.  11  -  Fig.  14  show  the  simultaneous  measurement  of  eye  artery  blood  flow  in  the 
extracranial  segment  and  intracranial  segment.  Also  the  eye  artery  canal  could  be  identified  in 
the  upper  windows  as  an  area  with  a  decreased  power  M  -  mode  signal  (Fig.  11)  between  power 
M  -  mode  signals  from  extracranial  and  intracranial  segments  of  the  eye  artery. 

The  conclusions  from  this  preliminary  experiment  are  as  follows: 
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-  the  power  M  -  mode  image  of  the  eye  artery  blood  flow  could  be  helpful  for  fast  spatial 
adjustment  of  the  ultrasonic  TCD  transducer  for  simultaneous  TCD  measurement  of  blood  flow 
in  the  intracranial  and  extracranial  segments  of  the  eye  artery; 

-  the  power  M  -  mode  image  is  also  usefiil  for  the  identification  of  “input”  and  “output”  depths 
of  the  optic  canal.  This  kind  of  identification  is  useful  for  optimization  of  the  depths  of 
intracranial  and  extracranial  segments  of  the  eye  artery; 

-  the  power  M  -  mode  imaging  technology  could  be  used  as  a  technology  for  the  guidance  of 
two-depth  TCD  ultrasonic  transducer  spatial  adjustment  for  simultaneous  two-depth  eye  artery 
blood  flow  measurement.  Power  M  -  mode  technology  could  be  implemented  in  the  final 
version  of  a  non-invasive  absolute  ICP  meter  as  an  adjustment  mode  technique.  Our  preliminary 
experience  is  that  for  spatial  adjustment  of  ultrasonic  TCD  transducer  five  freedom  degrees 
(FD)  are  needed.  A  five  FD  microrobotic  technique  also  could  also  be  created  in  the  future  for 
an  automatic  adjustment  of  ultrasonic  transducer.  The  adjustment  by  the  hand  takes  more  than  2 
minutes  for  a  highly  experienced  TCD  operator. 

That  experience  was  used  for  the  design  of  optimized  two-depth  TCD  transducer  for  the 
absolute  ICP  measurement  application  and  for  the  design  of  special  two-depth  TCD  device 
prototype  for  that  application. 
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Fig.  2.  Fig.  2.  Simultaneous  measurements  of  blood  flow  in  the  eye  artery  (depth  d  =  43  mm) 
and  power  M-mode  signals  of  the  eye  artery  and  the  internal  carotid  artery 


Fig.  3.  Simultaneous  measurements  of  blood  flow  in  the  eye  artery  (depth  d  =  44  mm)  and 
power  M-mode  signals  of  the  eye  artery  and  the  internal  carotid  artery 
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Fig.  4.  Simultaneous  measurements  of  blood  flow  in  the  eye  artery  (depth  d  =  47  mm)  and 
power  M-mode  signals  of  the  eye  artery  and  the  internal  carotid  artery 


Fig.  5.  Simultaneous  measurements  of  blood  flow  in  the  eye  artery  (depth  d  =  50  mm)  and 
power  M-mode  signals  of  the  eye  artery  and  the  internal  carotid  artery 
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Fig.  6.  Simultaneous  measurements  of  blood  flow  in  the  eye  artery  (depth  d  =  53  mm)  and 
power  M-mode  signals  of  the  eye  artery  and  the  internal  carotid  artery 
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Fig.  7.  Simultaneous  measurements  of  blood  flow  in  the  eye  artery  (depth  d  =  58  mm)  and 
power  M-mode  signals  of  the  eye  artery  and  the  internal  carotid  artery 
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Fig.  8.  Simultaneous  measurements  of  blood  flow  in  the  eye  artery  (depth  d  =  65  mm)  and 
power  M-mode  signals  of  the  eye  artery  and  the  internal  carotid  artery 


EXAM  f-312  ;  06-04-01 

-  . -  - . -  -  .  .  13i03:46 


Fig.  9.  Simultaneous  measurements  of  blood  flow  in  the  eye  artery  (depth  d  =  67  mm)  and 
power  M-mode  signals  of  the  eye  artery  and  the  internal  carotid  artery 
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Fig.  10.  Simultaneous  measurements  of  blood  flow  in  the  eye  artery  (depth  d  =  70  mm)  and 
power  M-mode  signals  of  the  eye  artery  and  the  internal  carotid  artery 


Fig.  11.  Simultaneous  measurements  of  blood  flow  in  the  eye  artery  (depth  d  =  80  mm)  and 
power  M-mode  signals  of  the  eye  artery  and  the  internal  carotid  artery 
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Fig.  12.  Simultaneous  measurements  of  blood  flow  in  the  eye  artery  (depth  d  =  43  mm)  and 
power  M-mode  signals  of  the  eye  artery 


Fig.  13.  Simultaneous  measurements  of  blood  flow  in  the  eye  artery  (depth  d  =  46  mm)  and 
power  M-mode  signals  of  the  eye  artery 
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Fig.  14.  Simultaneous  measurements  of  blood  flow  in  the  eye  artery  (depth  d  =  50  mm)  and 
power  M-mode  signals  of  the  eye  artery 


Fig.  15.  Simultaneous  measurements  of  blood  flow  in  the  eye  artery  (depth  d  =  55  mm)  and 
power  M-mode  signals  of  the  eye  artery 
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Fig.  16.  Simultaneous  measurements  of  blood  flow  in  the  eye  artery  (depth  d  =  60  mm)  and 
power  M-mode  signals  of  the  eye  artery 

1.3.  PROTOTYPE  OF  INNOVATIVE  TCD  TWO-DEPTH  DEVICE  FOR  EYE  ARTERY 
BLOOD  FLOW  MEASUREMENT 

The  portable  prototype  of  a  two-depth  TCD  device  (photo  1)  consists  of  an  electronic  unit,  an 
ultrasonic  2.0  MHz  transducer,  a  pressure  chamber,  a  pump  and  a  mechanical  (in  this  particular 
version)  extracranial  pressure  meter. 

The  electronic  unit  is  powered  by  a  lead-acid  battery  power  only  when  recording  from  human 
subjects.  The  dimensions  of  the  electronic  unit  are  200x200x130  mm^.  The  unit  is  designed  for 
the  possibility  to  operate  with  different  ultrasonic  transducers  with  central  frequencies  ranging 
from  1.0  MHz  to  10.0  MHz. 

For  a  recorded  data  storage,  a  flash-disk  is  used.  The  size  of  the  flash  disk  is  14  Mbytes  but 
may  vary  up  to  288  Mbytes  depending  on  the  option.  The  device  has  a  serial  RS232  interface 
for  the  recorded  data  transfer  to  the  external  PC.  The  device  can  measure  the  eye  artery  blood 
flow  parameters  in  two  depths  simultaneously.  The  minimal  depth  is  0  mm,  the  maximal  depth 
is  200  mm.  The  possible  difference  in  the  two  depths  can  range  from  3.7  mm  to  24  mm.  The 
burst  (spatial  sampling  step)  can  be  from  1.1  mm  to  7  mm.  The  instrument  can  record  blood 
flow  pulse  waves  at  a  sampling  rate  of  100  Hz  and  transfer  the  data  to  PC  at  the  rate  of  1 15200 
kBaud. 

The  maximum  output  ultrasound  power  is  82  mW  (burst  more  than  3.1  mm,  velocity  scale  from 
-200  cm/s  to  +200  cm/s). 

The  device  can  record  and  display  the  eye  artery  blood  flow  velocity  pulse  waves  in  the 
extracranial  and  intracranial  segments  simultaneously.  Also,  it  is  possible  to  display  the  waves 
from  both  depths  in  the  same  window  for  their  shape  comparison.  Raw  TCD  data  can  also  be 
used  for  comparison  of  blood  flow  parameters  in  both  depths  of  the  eye  artery. 
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1.4.  PROTOTYPE  OF  TCD  ULTRASONIC  TRANSDUCER  OPTIMIZED  FOR 
INTRACRANIAL  AND  EXTRACRANIAL  EYE  ARTERY  SEGMENTS  INSONATION 


A  prototype  of  TCD  ultrasonic  transducer  was  developed  and  manufactured  for  the  eye  artery 
application.  Our  experimental  experience  says  that  only  a  slight  difference  in  the  signal  to  the 
noise  ratio  could  be  achieved  if  the  central  frequency  of  the  ultrasonic  signal  is  increased  from 
2.0  MHz  to  4.0  MHz  for  that  application.  Because  of  that  we  have  decided  to  use  a  prototype 
ultrasonic  transducer  with  the  central  frequency  2.0  MHz.  The  optimization  of  spatial  properties 
of  the  ultrasonic  transducer  was  based  on  the  knowledge  of  anatomical  depths  (from  the  surface 
of  the  eye  lid)  of  “input”  and  “output”  of  the  optic  nerve  canal.  The  length  of  optic  nerve  canal 
is  from  9.0  mm  to  12.0  mm.  The  depth  of  its  “input”  is  about  48... 50  mm.  Spatial 
characteristics  of  ultrasound  pressure  of  the  prototype  transducer  are  shown  in  Fig.  17  -  Fig.  19. 


Photo  1.  Prototype  of  a  non-invasive  Vittamed  absolute  ICP  meter  which  consists  of  a  two- 
depth  TCD  device,  a  ultrasonic  transducer,  an  extracranial  pressure  chamber,  a  pump  and  a 
mechanical  meter  of  extracranial  pressure 
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Sound  pressure  along  transducer  axis,  mv 


Distance  z,  mm 


Fig.  17.  Sound  pressure  along  ultrasonic  field  central  axis.  The  maximal  pressure  is  obtained  at 
the  distance  z  =  42  mm.  The  distance  with  -3dB  level  is  from  z  =  26  mm  to  z  =  83  mm. 


Distance  x,  mm 


Fig.  18.  Sound  pressure  along  and  across  ultrasonic  field 
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Sound  pressure  across  transducer  axis,  mV 


Fig.  19.  Sound  pressure  across  ultrasonic  field  central  axis 
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Fig.  20.  Virtual  panel  of  the  prototype  of  two-depth  TCD  device  for  non-invasive  Vittamed 
absolute  ICP  meter.  Blood  flow  in  the  eye  artery  is  registered  at  the  depth  d  =  64  mm  and  d  =  40 
mm  simultaneously,  when  external  pressure  is  Pe  =  0  mmHg 
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1.5.  THE  RESULTS  OF  PRELIMINARY  CLINICAL  TESTING  OF  THE  PROTOTYPE 
ABSOLUTE  ICP  METER 


The  prototype  meter  was  successfully  tested  in  the  ICU.  Standard  pulsatility  indexes  were 
applied  for  preliminary  intracranial  and  extracranial  eye  artery  blood  flow  balance  identification 
(Fig.  21)  under  ICU  conditions.  15  non-invasive  absolute  ICP  measurements  were  performed  on 
ICU  patients  (traumatic  brain  injuries)  simultaneously  with  invasive  ICP  measurements 
following  Clinical  Research  Protocol  No.  9912  4006,  AIBS  No.  990135,  HSSRB  Log  No.  A  - 
9676.  The  clinical  study  is  continuing  and  will  be  completed  when  52  invasive  and  non- 
invasive  monitoring  one-hour  periods  are  performed. 


NON-INVASIVE  ABSOLUTE  ICP  VALUE  MEASUREMENT  METHOD 

(without  the  problem  of  individual  calibration  of  system 
“patient  -  non-invasive  ICP  meter”) 


Intracranial 
pressure  (ICP) 


0 


BALANCE  OF  SCALES:  ICP  =  ECP 

THIS  IS  THE  ONLY  METHOD  TO  MEASURE  THE  ABSOLUTE  ICP  VALUE 
WITHOUT  AN  INDIVIDUAL  CALIBRATION  PROBLEM 


Fig.  21.  The  “scales”  for  absolute  ICP  measurement:  the  left  part  of  the  scales  is  an  intracranial 
segment  of  the  eye  artery,  the  right  part  of  the  “scales”  is  the  extracranial  segment  of  the  eye 
artery,  the  balance  of  scales  is  determined  comparing  blood  flow  parameters  in  intracranial  and 
extracranial  segments  by  two-depth  TCD  device  (ideally  the  balance  of  scales  is  achieved  when 
the  difference  in  both  blood  flows  is  equal  to  zero  and  when  ICP  =  ECP). 

A  blood  flow  Gosling  pulsatility  index  (PI)  was  used  for  the  balance  indication  (Fig.  21) 
because  this  relative  parameter  of  blood  flow  is  independent  of  the  insonation  angle.  PI  is  equal 
to  the  ratio  of  the  difference  between  systolic  and  diastolic  blood  flow  values  to  the  mean  blood 
flow  value. 

Anatomically  the  intracranial  and  extracranial  segments  of  the  eye  artery  could  be  spatially 
orientated  at  different  angles  fi'om  the  acoustic  axis  of  the  optimally  adjusted  ultrasonic 
transducer.  This  anatomical  factor  is  eliminated  applying  Gosling  PI  for  balance  indication 
because  PI  does  not  depend  on  the  insonation  angle. 

The  dependencies  of  PI  on  extracranial  pressure  Pe  in  the  extracranial  segment  (depth  d=40 
mm)  and  intracranial  segment  (d=54  mm)  of  the  eye  artery  measured  in  ICU  applying  a 
prototype  two-depth  TCD  device  are  shown  in  Fig.  22-Fig.  25.  This  is  a  typical  behavior  of  the 
intracranial  and  extracranial  eye  artery  blood  flows.  The  balance  of  intracranial  PI  and 


21 


extracranial  PI  is  achieved  at  Pe  value  very  close  to  the  invasively  measured  absolute  ICP  value. 
It  is  typical  that  the  systematic  error  (less  than  3  mmHg)  of  the  non-invasive  absolute  ICP  meter 
is  always  positive  primarily  because  of  the  arterial  blood  pressure  gradient  between  the  two 
depths  of  the  eye  artery  and  also  because  of  the  pressure  gradient  between  extracranial  pressure 
applied  to  the  extracranial  segment  of  the  eye  artery  and  the  measured  value  of  Pe  inside  the 
pressure  chamber. 

In  order  to  evaluate  the  sensitivity  and  accuracy  of  two-depth  TCD  method  for  absolute  ICP 
measurement  we  intend  to  study  the  applicability  of  non-standard  blood  flow  pulsatility  indexes 
for  blood  flow  balance  indication  in  intracranial  and  extracranial  segments  of  the  eye  artery. 
Such  pulsatility  indexes  could  be  introduced  applying  real-time  FFT  analysis  of  pulsating  blood 
flow  waveform  and  applying  the  ratio  between  mean  harmonic  power  of  waveform  spectrum 
and  mean  value  of  blood  flow  velocity. 

The  proposed  non-standard  balance  index  was  preliminary  tested  applying  computer  modeling. 
This  new  index  is  more  sensitive  for  balance  indication  comparing  with  Gosling  pulsatility 
index.  A  new  software  for  automatic  balance  indication  applying  a  new  balance  index  is  under 
creation.  In  order  to  obtain  the  best  possible  signal  to  noise  ratio  in  two-depth  TCD  measuring 
channels  we  intend  to  perform  clinical  experiments  applying  standard  ultrasonic  echo-contrast 
agents,  e.g.,  Levovist  (Sobering,  Germany).  This  experiment  and  application  of  non-standard 
pulsatility  index  for  balance  indication  will  let  us  to  evaluate  the  minimal  obtainable  absolute 
error  of  non-invasive  absolute  ICP  meter. 


Comparison  of  Pa  and  ICP 
(ICP»4...9mmHg,  patient  "si*') 


Pe,  mmHg  (Trial  No.  7) 


Fig.  22.  The  dependencies  of  Gosling  pulsatility  indexes  (PI)  on  extracranial  pressure  Pe  in  the 
extracranial  egment  (depth  d=40  mm)  and  intracranial  segment  (d=54  mm)  of  the  eye  artery 
measured  in  ICU  applying  the  prototype  two-depth  TCD  device 


22 


Comparison  of  Pe  and  1C P 
(ICP=10...15  mmHg,  patient  "dj") 
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Fig.  23.  The  dependencies  of  Gosling  pulsatility  indexes  (PI)  on  extracranial  pressure  Pe  in  the 
extracranial  segment  (d=40  mm)  and  intracranial  segment  (d=54  mm)  of  the  eye  artery 
measured  in  ICU  applying  the  prototype  two-depth  TCD  device 

Comparison  of  Pe  and  ICP  (ICP=8mmHg,  patient  "rm") 


Fig.  24.  The  dependencies  of  Gosling  pulsatility  indexes  (PI)  differences  (difference  between 
intracranial  PI  and  extracranial  PI)  on  extracranial  pressure  Pe  in  the  extracranial  segment 
(d=40  mm)  and  intracranial  segment  (d=54  mm)  of  the  eye  artery  measured  in  ICU  applying  the 
prototype  two-depth  TCD  device.  In  the  case  of  balance  ICP  =  Pe,  the  difference  of  PI  =  0. 
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Comparison  of  Pe  and  ICP  (ICP=4...9mmHg,  patient  "si") 


Fig.  25.  The  dependence  of  Gosling  pulsatility  indexes  (PI)  difference  (difference  between 
intracranial  PI  and  extracranial  PI)  on  extracranial  pressure  Pe  in  the  extracranial  segment 
(d=40  mm)  and  intracranial  segment  (d=54  mm)  of  the  eye  artery  measured  in  ICU  applying  the 
prototype  two-depth  TCD  device.  For  balance  ICP  =  Pe,  the  difference  of  PI  =  0. 


The  proposed  and  tested  absolute  ICP  measuring  technology  is  based  on  balancing  of  the 
“scales”  (Fig.  21).  It  is  not  based  on  the  measurements  of  the  absolute  values  of  the  eye  artery 
blood  flow  parameters.  Because  of  that  the  non-invasive  ICP  measurement  results  do  not 
depend  on  individual  anatomical  properties  of  the  patient  under  study  or  an  individual  state  of 
the  eye  artery  blood  flow.  Balancing  method  (Fig.  21)  does  not  need  an  individual  calibration  of 
the  system  “individual  patient  -  non-invasive  ICP  meter”.  This  property  of  proposed  technology 
is  unique. 


24 


1.6.  DISCUSSION  ON  THE  CLINICAL  RESULTS  OF  PRELIMINARY  TESTING  OF 
THE  NON-INVASIVE  ABSOLUTE  ICP  MEASUREMENT  PROTOTYPE  DEVICE 
AND  ON  THE  TECHNOLOGY  DEVELOPMENT 

The  preliminary  clinical  results  show  that  the  prototype  two-depth  TCD  device  for  absolute  ICP 
measurement  can  be  used  in  ICU  environment.  Two  measurement  methodologies  could  be 
applied  in  this  case: 

-  serial  measurement  of  blood  flow  parameters  in  the  intracranial  segment  of  the  eye  artery  and 
after  that  in  the  extracranial  segment  of  the  eye  artery, 

-  simultaneous  measurement  in  both  depths  of  the  eye  artery. 

The  first  methodology  is  useful  in  the  case  of  a  stationary  patient  condition  when  ICP  is 
changing  because  of  heart  pulsation  and  breathing.  In  this  case  it  is  possible  to  achieve  the  best 
possible  signal  to  noise  ratio  in  both  depths  and,  as  a  result,  to  achieve  a  minimal  possible 
random  error  of  absolute  ICP  measurement. 

The  second  methodology  is  the  best  possible  when  it  is  easy  to  adjust  the  ultrasonic  transducer 
for  simultaneous  two-depth  TCD  measurement. 

Our  experience  from  25  measurements  of  3  ICU  patients  shows  that  both  methodologies  give 
very  close  values  of  absolute  ICP  measured  non-invasively. 

The  main  causes  of  the  positive  absolute  systematic  error  of  non-invasive  absolute  ICP 
measurement  are  the  following: 

-  the  eye  artery  blood  pressure  gradient  along  the  optic  canal.  We  applied  mathematical 
modeling  to  predict  this  error.  The  predicted  value  of  this  systematic  error  is  approximately  3 
mmHg; 

-  the  pressure  gradient  between  the  absolute  extracranial  pressure  inside  the  flexible  latex 
pressure  chamber  and  the  external  segment  of  the  eye  artery.  This  gradient  depends  on  the 
elastic  properties  (in  the  first  place,  thickness)  of  a  latex  film  and  depends  on  the  stability  of  the 
fixation  on  the  human  head  of  the  rigid  part  of  the  extracranial  pressure  chamber; 

-  the  errors  of  two-depth  TCD  based  comparison  of  similarity  of  the  eye  artery  blood  flow  in 
intracranial  and  extracranial  segments.  The  limitation  here  is  the  necessity  for  such  comparison 
to  apply  blood  flow  parameters  which  do  not  depend  on  the  insonation  angle.  Such  standard 
parameters  are  pulsatility  index  (PI)  and  resistivity  index  (RI).  Neither  of  these  standard  indexes 
can  be  obtained  with  necessary  sensitivity  and  accuracy  in  the  case  of  absolute  non-invasive 
ICP  measurement.  We  proposed  and  performed  a  computer  modeling  of  a  more  sensitive  index 
based  on  the  insonation  angle  independent  ratio  between  the  mean  power  of  upper  harmonics 
and  the  mean  power  of  the  first  harmonic  of  the  pulsating  blood  flow. 

Our  limited  clinical  experience  (25  measurements,  3  patients)  of  the  absolute  ICP  measurement 
below  the  critical  level  of  25.0  mmHg  applying  PI  as  a  balance  indicator  shows  that  the 
systematic  error  of  non-invasive  absolute  ICP  is  always  positive  and  does  not  exceed 
20%. .  .25%  of  the  invasively  measured  mean  absolute  ICP  value. 

To  decrease  the  errors  of  non-invasive  absolute  ICP  measurement  it  is  necessary: 

-  to  develop  an  extracranial  pressure  chamber  applying  the  latex  film  as  thin  as  possible  in  order 
to  minimize  the  extracranial  pressure  gradient; 

-  to  develop  the  rigid  part  of  the  extracranial  pressure  chamber  also  in  order  to  minimize  the 
extracranial  pressure  gradient  during  the  measurements; 

-  to  develop  a  software  for  two-depth  TCD  measurement  data  computer  analysis  (PC  connected 
with  the  two-depth  TCD  prototype  device)  and  for  the  indication  of  intracranial  and  extracranial 
pressure  balance  in  ICU  environment; 

-  to  develop  a  software  for  non-standard  index  calculation  to  obtain  a  more  sensitive  disbalance 
of  blood  flow  in  the  eye  artery; 

-  to  perform  absolute  ICP  measurements  in  ICU  applying  the  indexes  mentioned; 

-  to  collect  a  statistically  significant  number  of  clinical  simultaneous  invasive  and  non-invasive 
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absolute  ICP  measurement  data  following  Clinical  Research  Protocol  No.  9912  4006,  AIBS  No. 
990135,  HSSRB  Log  No.  A  -  9676  by  September  2002, 

-  to  perform  experimental  evaluation  of  the  potential  accuracy  of  non-invasive  absolute  ICP 
meter  in  the  situation  when  the  TCD  signal  to  noise  ration  is  the  best  possible.  In  order  to 
perform  this  experiment  the  standard  echo-contrast  agents  (e.g.,  Levovist,  Sobering,  Germany) 
need  to  be  used  during  two-depth  TCD  measurements  of  the  eye  artery  blood  flow. 

Ideally,  in  the  final  version  of  a  non-invasive  absolute  ICP  meter  (not  within  the  framework  and 
budget  of  this  project)  it  would  be  necessary  to  include: 

-  a  five  degree  of  freedom  microrobotic  subsystem  for  fast  automatic  spatial  adjustment  of  the 
ultrasonic  transducer; 

-  power  M  -  mode  option  for  spatial  adjustment  procedure  control; 

-  a  microprocessor  for  balance  index  calculation  and  indication. 

Thus,  a  “one  button”  device  for  absolute  ICP  measurement  could  be  created  in  the  future. 
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2.0.  NON-INVASIVE  ICP  /  VOLUME  REAL  -  TIME  MONITORING 


2.1.  SLOW  INTRACRANIAL  PRESSURE  WAVES  AND  CEREBROVASCULAR 
AUTOREGULATION  MONITORING.  STATE  OF  THE  ART 

Slow  pressure  waves  in  the  cranial  enclosure  include  as  components  both  the  well  known 
intracranial  pressure  (ICP)  waves  of  the  cerebrospinal  fluid  (CSF)  described  in  the  pioneer 
studies  of  Janny  [47]  and  Lundberg  [67]  and  the  slow  blood  volume  (BV)  waves  carried  by 
blood  vessels.  BV  is  the  main  cause  of  ICP  waves.  The  arterial  blood  pressure  (ABP) 
component  is  the  most  frequently  analyzed  as  the  cause  of  BV  waves.  It  is  extracted  from  the 
peripheral  ABP  signal  (e.g.  radial  artery)  which  is  accepted,  under  clinical  conditions,  to  be  a 
correlate  of  the  intracranial  ABP  signal. 

BV  waves  can  be  measured  non-invasively  applying  Vittamed  time-of-flight  ultrasonic 
technology . 

Pulse  and  respiratory  waves  respectively  derived  from  cardiac  and  breathing  activities  are 
excluded  of  the  slow  wave  definition  [59]. 

The  vascular  origin  of  the  ICP  slow  waves  through  intracranial  volume  variations  is  nowadays 
accepted,  even  if  it  was  only  demonstrated  for  the  slowest,  the  A  or  “plateau  wave”  [104,  107]. 
The  cerebral  control,  without  precise  explanation,  of  these  periodic  activities  or  rhjdhms,  has 
been  evoked  at  once  [47,  67,  123]  at  least  for  the  fastest  (Lundberg  B  and  C  waves). 

The  inter-relationships  between  ICP  and  ABP  waves,  cerebral  perfusion  pressure  (CPP), 
craniospinal  compliance  and  cerebrovascular  autoregulation  are  still  controversial.  From  a 
clinical  point  of  view,  mostly  the  Lundberg  A  and  B  waves  are  used.  They  are  also  indicative 
of  intracranial  hypertension  (ICH).  In  the  management  of  ICH  in  severe  head  injured  patients,  a 
minimum  duration  of  2  minutes  of  ICH  was  proposed  prior  to  treatment  [56,  82].  More  recently 
an  ICP  threshold  of  20  mmHg  -  25  mmHg  was  set  [13].  However,  these  absolute  values  must 
be  carefully  interpreted  as,  for  example,  a  2-minute  duration  only  corresponds  to  the  longest 
duration  B  wave  which  may  return  spontaneously  to  a  normal  ICP  value. 

The  analysis  of  B-waves  was  one  of  the  main  preoccupations  of  neurosurgeons  and  neuro-care 
physicians  for  many  years.  Nowadays  B  waves  are  of  less  importance  because  of  the  changed 
clinical  focus  on  more  aggressive  ICP  therapy;  this  may  also  be  due  to  the  current  bedside 
environment  in  intensive  care  units  not  easily  providing  for  the  display  and  analysis  of  B  waves. 
Most  of  the  invasive  ICP  transducers  do  not  distort  the  slow  waves,  but  inadequate  sampling 
and  poor  printer  resolution  can  lead  to  wave  disappearance.  This  technical  problem  may  in  part 
explain  their  intermittent  characteristics.  Historically,  these  slowly  varying  waves  were  defined 
by  Janny  and  Lundberg  from  a  simple  visual  description.  Nowadays  temporal  and  frequency 
domain  mathematical  approaches  allow  a  more  objective  analysis  and  a  semi-automatic  or 
automatic  quantification  and/or  detection.  The  frequency  domain  approach  is  more  recent  [38, 
59,  106]  and  provides  a  concise  description  [62].  Mathematical  tools  are  also  used,  which 
enhance  the  simple  graphic  analysis,  for  comparing  slow  waves  between  two  or  more  signals,  in 
particular  to  measure  the  phase  lags  or  time-delays  while  attempting  to  quantify  cerebral 
vasoreactivity  and  cerebrovascular  autoregulation. 

2.1.1.  DEFINITION  OF  SLOW  CEREBRAL  WAVES 

The  slow  waves  are  considered  both  permanent  and  intermittent,  depending  mainly  on  whether 
they  are  envisaged  from  a  physiological  or  a  pathological  point  of  view,  respectively.  The  most 
widely  used  classification  for  the  slow  ICP  waves  is  that  proposed  by  Lundberg  and  similar  to 
Janny’ s  .  In  trying  to  find  a  rationale  several  classifications  have  been  proposed  to  clarify 
various  types  of  slow  waves  based  on  the  description  of  different  morphologies  or  temporal 
patterns  for  B  and  A  waves  [14, 15,  59,  65, 102]. 
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Recently  a  new  type  of  classification  based  on  a  frequency  approach  was  proposed  [59].  It 
includes  all  types  of  pressure  waves.  Derived  from  the  classical  data  of  the  ICP  waves,  three 
distinct  frequency  bands  were  created:  Infra  B  (IB)  below  8  mHz;  B  from  8  mHz  to  50  mHz; 
and  ultra  B  (UB)  beyond  50  mHz  up  to  200  mHz.  From  the  preliminary  studies  it  was  evident 
that,  at  least  under  pathological  conditions,  different  ICP  slow  waves  can  coexist  at  the  same 
time  [47,  67,  109].  Sometimes  they  have  some  remarkable  patterns,  such  as  an  amplitude 
modulation  by  the  slowest  [59]  and  a  gradual  temporal  transformation  from  B  to  A  waves  [59, 
102]. 

Historically,  A  waves  were  considered  as  intermittent  pathological  oscillations,  also  currently 
named  “plateau  wave”  [47,  67]  expressing  an  uncompensated  ICH  and  more  frequently 
observed  with  fossa  posterior  occupying  lesions  [89].  From  a  biomechanical  point  of  view, 
today,  they  are  linked  with  low  compliance  conditions  [23].  B  waves  were  originally  considered 
as  intermittent  physiological  waves  of  which  the  amplitudes  increase  during  ICH  [47]  or  as 
intermittent  pathological  waves  linked  to  respiration  [67].  C  waves  were  linked  to  peripheral 
ABP  waves  [47,  67],  stricto  sensu  the  Mayer  waves. 

The  pathological  character  of  the  ICP  slow  waves,  with  its  therapeutic  implications,  is  not  clear. 
They  were,  and  still  are,  considered  as  pathological  for  A  waves  [47,  67],  for  B  [17]  and  for  C 
waves  [67,  109].  From  the  analysis  of  long-term  recordings  performed  for  active 
hydrocephalus,  they  are  limited  to  those  with  definite  amplitude  and  occurrence  characteristics 
[11,18,35,48,55,96,102,115]. 

For  the  waves  most  widely  accepted  as  pathological,  the  plateau  waves,  Czosnyka  et  al  [23] 
have  recently  shown  that  they  are  not  associated  with  a  bad  prognosis  in  the  severe  injured 
patients.  Several  studies  on  subarachnoid  haemorrhage  argue  that  the  presence  of  B  and  IB 
waves  are  evidence  of  vasomotor  instability  [40],  reduced  in  the  case  of  vasospasm  and  sedation 
[60]  and  abolished  during  “vasoparalysis”  [40].  Venes  [123]  noted  that  in  the  case  of  ICH  due 
to  a  mass  effect,  the  presence  of  B  waves  was  linked  to  a  good  outcome.  From  a  physiological 
point  of  view,  the  permanence  of  the  three  types  of  physiological  slow  waves  was  not 
confirmed  due  to  the  lack  of  long-term  recordings  on  healthy  subjects. 

Non-invasive  technology  for  slow  wave  monitoring  can  be  only  used  on  healthy  persons. 
Nevertheless,  the  presence  of  B  waves  in  healthy  infants  during  sleep  was  demonstrated  [125] 
as  well  as  during  short  ICP  signal  recordings  [59].  Indirectly  they  were  also  identified  in 
cerebral  blood  flow  velocity  (CBFV)  in  healthy  subjects  [80].  The  main  hypothesis  has  been  a 
permanent  physiological  phenomenon,  amplified,  hence  easy  to  detect,  during  ICH  and  other 
brain-suffering  conditions  [26,  30,  47].  From  a  clinical  point  of  view,  the  slow  waves  are 
mainly  the  evidence  of  the  intracranial  pressure  dynamics,  sometimes  participating  in  the 
decompensation  of  ICH  for  the  slowest  and  widest  waves,  like  the  “plateau  waves”.  In  this 
limited  sense,  they  can  be  considered  as  pathological  waves.  In  other  cases,  the  definition  of 
thresholds  for  the  amplitude  and  for  the  frequency,  though  the  latter  is  linked  to  the  former  [59], 
seems  to  be  necessary  to  identify  not  pathological  waves  but  pathological  patterns.  ABP  slow 
waves  described  in  peripheral  arteries  were  well  known  for  a  long  time  but  the  terminology  is 
still  imprecise.  Various  authors  used  more  or  less  equally  such  terms  as  Mayer,  Traube-Hering, 
or  Traube-Hering-Mayer  waves.  In  fact,  the  Mayer  waves  or  third-order  waves  are  linked  to 
modifications  of  the  vascular  tone,  and  the  Traube-Hering  waves  or  second-order  waves  to  the 
respiratory  movements  [5,  16,  99].  The  predominant  frequencies  of  the  Mayer  waves  can  be 
divided  into  two  distinct  bands:  the  lowest  from  about  30  -  40  mHz  to  60  -  80  mHz  and  the 
highest  from  about  100  mHz  to  200  mHz  [3,  16,  36,  46,  99,  126].  The  fourth-order  waves,  with 
a  frequency  of  0.55  mHz  were  also  described  in  pathological  circumstances  without  ICH  [16]. 

2.1.2.  PHYSIOLOGY  AND  PATHOPHYSIOLOGY  OF  SLOW  ICP  /  VOLUME  WAVES 

The  analogy  between  the  ICP  and  ABP  slow  waves  is  strong.  Their  frequency  domains  overlap 
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and  according  to  our  current  knowledge  their  regulations  are  quite  similar.  The  discrepancies 
could  be  due  to  the  biomechanical  characteristics  of  the  vascular  tree  and  the  cranial  enclosure. 
The  ICP  waves  would  be  the  result  of  cerebral  blood  volume  changes  of  which  the  vascular  one 
is  predominant.  The  role  of  the  systemic  and  intracranial  vascular  controls  is  still  debated.  In 
general,  the  two  main  influences  on  the  appearance  and  occurrence  of  the  IC  slow  pressure 
waves  are  the  vascular  bed  and  the  compliance  of  the  enclosure. 

Time  relationships  between  ICP  and  ABP  slow  waves  are  extremely  important  for  continuous 
cerebrovascular  autoregulation  monitoring. 

These  time  relationships  are  a  slightly  different  function  of  the  frequency  bands.  For  the  IB 
band,  Rosner’s  theory  [107,  108]  considers  that  the  plateau  wave  follows  a  CPP  decrease 
induced  by  an  ABP  decrease,  but  the  peak  of  ICP  precedes  the  ABP  one.  The  existence  of  a 
high  and  a  low  autoregulatory  threshold  was  proposed  to  explain  the  initiation  and  the  end  of 
the  process.  At  the  maximum  CPP  drop,  a  Cushing  phenomenon  could  be  involved  in  the 
peripheral  ABP  increase. 

In  fact,  less  than  one  quarter  of  IB  waves,  also  named  vasogenic  waves,  have  such  a  chronology 
in  a  non-selected  large  series  of  severe  head  injured  patients,  and  in  most  of  the  cases  the  trough 
of  CPP  is  synchronous  with  the  ICP  peak  [100]  .  Different  types  of  chronology  between  ICP, 
ABP,  and  CPP  IB  waves  were  clearly  confirmed  by  a  recent  study  [23],  but  had  already  been 
noted  earlier  [65,  67,  79, 109]. 

Rosner  [108]  also  demonstrated  that  the  chronology  of  the  B  waves  was  similar  to  the  plateau 
waves.  He  proposed  the  same  mechanism  of  regulation.  Other  works  have  noted  for  B  and  even 
UB  waves,  that  the  ICP  can  be  linked  to  the  ABP,  as  accepted  by  the  Rosner  theory.  They  can 
also  have  unorganized  or  synchronous  relationships  [85,  109],  or  inversion  of  peaks  with  the 
ABP  preceding  the  ICP  [112].  The  absence  of  dynamic  autoregulation  could  explain  the 
synchronous  increase  of  ICP  and  ABP  during  B  waves  [22].  In  the  case  of  intact  autoregulation 
the  ABP  and  ICP  changes  are  related  inversely. 

Cerebrovascular  autoregulation  based  on  active  variations  of  cerebrovascular  resistance  can  be 
seen  from  two  points  of  view.  Schematically,  the  static,  or  classical  one,  corresponds  to  a  near 
constant  cerebral  blood  flow  over  a  range  of  ABP  or  CPP  values,  i.e.  the  pressure-flow  aspect, 
but  also  the  capability  to  regulate  the  flow  for  different  brain  metabolism  needs,  i.e.  the 
metabolic-flow  aspect. 

In  clinical  conditions  only  the  pressure-flow  aspect  is  assessed  by  ABP  variations  with  drugs,  in 
spite  of  ethical  and  practical  bedside  difficulties:  hypertension  with  phenylephrine  [58,  84, 1 14], 
or  angiotensin  [31];  hypotension  with  trimethaphan  camsylate  [58,  84],  or  labetalol  [58]. 
Recently  Dawson  et  al  [24]  proposed  an  alternative  to  drugs  with  mechanical  manoeuvres 
lasting  2  min  and  45  sec.  The  flow  variations  are  measured  directly  by  '^^Xe  single-photon 
emission  computed  tomography  [31,  58,  84],  or  indirectly  by  transcranial  Doppler  (TCD)  on 
large  vessels  [24,  58,  114]  assuming  that  their  calibre  is  almost  invariable  during  the  procedure. 
This  type  of  autoregulation  is  susceptible  to  hypercapnia,  which  experimentally  abolishes  the 
response  leading  to  a  passive  pressure  relationship  [39]. 

The  dynamic  aspect  of  autoregulation  was  initially  defined  as  rapid  adaptive  cerebral  blood 
flood  modifications  provoked  by  tensional  manoeuvres  [1].  The  comparison  of  spontaneous 
slow  waves,  in  term  of  coherence  and  gain,  was  also  applied  in  the  IB  domain  to  evaluate 
dynamic  autoregulation  [33].  These  elements  introduced  the  temporal  dimension  in  the  process 
of  autoregulation  for  the  pressure-flow  aspect.  In  a  broad  sense,  the  dynamic  aspect  of  the 
autoregulation  can  be  defined  as  the  delay  between  ABP  or  CPP  variations  and  the  adaptation 
ofCV  or  CBF  [20,33,34]. 

The  C02  level  influences  the  dynamic  autoregulation,  the  amplitude  is  lower  and  the  delay  is 
longer  during  hypercapnia  and  inversely  during  hypocapnia  [2].  Several  techniques  have  been 
proposed  to  quantify  this  dynamic  process.  They  fall  into  three  types. 

The  first  uses  artificial  manoeuvres,  i.e.  carotid  compression  [20,  34],  release  of  a  tight  cuff  [1, 
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87],  slow  breathing  [25],  Valsalva  manoeuvre  [120]  and  orthostatic  hypotension  [90], 

The  second  type  analyses  intermittently  the  inter-relationship  between  B  waves  of  a  couple  of 
signals  (i.e.  ICP,  ABP,  SJ02,  CBFV)  by  calculation  of  a  cross-correlation  coefficient  [112],  a 
regression  line  [94]  and  a  phase  shift  angle  [10]. 

The  third  type  analyses  continuously  the  inter-relationship  of  B  waves  between  CPP  and  CBFV 
[21]  and  between  ABP  and  ICP  [22, 63]. 

The  links  between  dynamic  autoregulation  and  the  slow  pressure  waves  are  revealed  by  several 
convincing  data  which  support  the  principle  that  the  time  delay  measured  between  ICP  and 
ABP  slow  waves  could  be  due  to  and/or  modulated  by  the  autoregulation.  The  chronology  and 
the  duration  of  the  time  delays  between  slow  waves  on  ICP  and  related  signals  are  of  the  order 
of  those  of  the  dynamic  autoregulation  [1,  2,  10,  25,  29,  53,  63,  109,  112].  Czosnika  et  al  [23] 
have  shown  that  IB  waves  are  associated  with  dynamic  autoregulation.  There  are  links  between 
the  evaluations  of  dynamic  autoregulation  through  artificial  manoeuvres  and  spontaneous 
oscillations  [95]  and  between  dynamic  and  static  autoregulation  [119].  Static  autoregulation  can 
be  present  during  plateau  waves  [79,  107]  and  IB  waves  may  occur  regardless  of  static 
autoregulation  [79]. 

Vittamed  non-invasive  slow  wave  monitoring  technology  can  replace  invasive  ICP  slow  wave 
monitoring.  The  autoregulation  state  can  be  continuously  and  non-invasively  identified  as  a 
cross-correlation  between  non-invasively  measured  cerebral  blood  volume  slow  waves 
(Vittamed  time-of-flight  technology)  and  ABP  slow  waves. 

2.1.3.  SLOW  INTRACRANIAL  PRESSURE  WAVES 

For  B  and  C  waves  because  of  their  durations  (fi-om  five  seconds  to  two  minutes)  only  the 
vascular  bed  seems  to  explain  these  biological  events.  Pioneer  works  have  proposed  the 
vascular  origin  of  these  waves  [47,  67,  7].  Recent  B  wave  data  obtained  from  laser  Doppler 
microcirculation  flowmetry  under  pathophysiological  conditions  [91]  and  in  CBFV  in  healthy 
people  [80]  indicate  the  same.  The  vascular  origin  of  A  waves  was  demonstrated  [79, 104]  even 
if  the  implication  of  concomitant  CSF  flow  modifications  is  unclear  [41-43,  104],  Only  for  IB 
and  B  waves,  two  apparently  different  theories  are  evoked  for  the  control  of  these  vascular 
volume  oscillations,  i.e.  the  ABP-based  and  the  neuropacemaker-based.  The  former  is  the 
Rosner  theory  [108]:  the  waves  are  provoked  by  ABP  variations  dependent  on  the  level  of 
cathecholamine;  temporal  evolution  is  regulated  by  autoregulation  thresholds  and  the  Cushing 
phenomenon  induced  by  upper  brainstem  ischemia.  During  ICH  it  was  demonstrated  that  there 
is  an  increase  of  sympathetic  activity,  worsened  by  ABP  hypotension  [51].  The  Cushing 
response  is  an  unspecific  reaction  of  the  brainstem  which  is  triggered  by  factors  other  than 
ICH:  ischemia,  hypoxia,  hypercarbia  [68].  The  sympathetic  cardiovascular  tone  is  also 
controlled  in  the  right  insular  lobe  [92].  This  could  explain  the  fluctuations  in  ABP,  and 
potentially  of  slow  waves,  in  spite  of  dysfunction  of  the  brain  stem  and/or  ICH.  The 
neuropacemaker-based  theory  is  based  on  the  central  origin  and  control  of  these  oscillations.  It 
involves  the  cholinergic  basal  forebrain,  the  brain  stem,  the  cingular  cortex  and  the  reticular 
formation  of  the  medulla  [44,  70-75,  121].  They  could  correspond  to  the  vasomotor 
neurovegetative  central  centres,  possibly  different  for  each  frequency  band  [70,  71],  and  the 
specific  brain  pathways  of  the  cerebral  vessels.  The  ABP-based  and  the  neuropacemaker-based 
theories  could  correspond  respectively  to  the  pathophysiological  side  and  to  the  physiological 
side  of  the  same  phenomena,  the  ABP  wave.  The  waves  could  be  modified  by  the  mechanical 
status  of  the  craniospinal  enclosure  and  by  the  vasoreactivity,  in  particular  the  autoregulation, 
and  by  the  reaction  to  distortion  or  to  ischemia  of  the  nervous  centres.  The  control  centres  and 
pathways  could  be  the  same  for  both  theories. 
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2.1.4.  SLOW  ARTERIAL  BLOOD  PRESSURE  WAVES 


Little  data  is  available  on  slow  intracranial  blood  pressure  waves.  There  are  B  waves  in  cerebral 
blood  flow  of  patients  and  healthy  subjects  [28,  66,  80,  86]  and  under  experimental  conditions 
on  microcirculation  [7],  Experimentally  there  are  also  UB  waves  in  micro  circulation  [27,  49, 
81,  93].  The  sympathetic  cervical  system  and  the  level  of  ABP  influence  the  occurrence  of  UB 
waves  [49,  93].  It  is  interesting  to  note  that  the  neurovegetative  system  is  also  involved  in  the 
extension  of  the  low  and  high  limits  of  cerebral  autoregulation  [69].  An  intrinsic  muscular 
parietal  activity  of  cerebral  vessels  was  also  described  in  the  B  band  [6].  On  the  other  hand 
many  studies  in  the  cardiovascular  domain  have  documented  the  presence,  origin,  and 
regulation  of  slow  extra-cranial  ABP  waves.  Beyond  the  definitions  of  the  frequency  hands  the 
slow  blood  pressure  waves  are  ubiquitous,  directly  visible  in  the  systemic  circulation  and  also 
in  the  eye  enclosure  [118].  As  for  the  slow  ICP  waves  they  are  considered  to  be  both  a 
physiological  and  a  pathophysiological  permanent  phenomenon  attributed  to  vaso-  and 
chemocentral  feed-back  controls,  central  spinal  oscillators  and  ischemic  central  oscillations  [3, 
36,  99].  The  permanency,  or  at  least  sustained  episodes,  of  the  Mayer  waves  during  pathological 
and  almost  physiological  circumstances  of  ABP  fluctuations  [78,  99],  suggests  a  physiological 
origin,  modulated  and/or  triggered  by  pathological  or  physiological  conditions  of  the  vasomotor 
sector.  ABP  slow  waves  are  linked  to  heart  beat  fluctuations  [3].  A  non-linear  control  related  to 
respiratory  variations  was  proposed  [46]. 

2.1.5.  SLOW  CEREBRAL  WAVES  AND  OTHER  BIOLOGICAL  PARAMETERS 

Several  other  biological  signals  are  linked  through  their  frequency  bands  to  the  slow  intracranial 
pressure  waves.  The  ICP  slow  waves  are  linked  to  neuronal  activities  in  the  spinal  cord  [74], 
the  brain  stem  [44,  52,  70-72,  121],  the  hypothalamic  nuclei  [70,  71,  110]  and  in  the  cingular 
cortex  [70].  Studies  have  also  shown  oscillations  of  brain  metabolism  in  B  and  UB  bands  [27, 
81,  124].  Peripheral  blood  gas  concentrations  of  C02  and  02  have  oscillations  in  the  B  band 
inconsistently  linked  with  ICP  B  waves  [30,  50,  67].  The  relationship  of  the  ICP  B  waves  with 
the  Cheyne-Stokes  respiration  has  been  well  documented  for  a  long  time  [30,  47,  67].  In  most 
of  the  cases  the  ICP  peak  coincides  with  the  widest  breathing  movement  [30].  It  is  interesting  to 
note  that  different  rhythms  of  this  respiration  [57]  are  included  in  the  B  frequency  band.  Other 
respiratory  patterns  in  the  B  band  are  also  linked  with  ICP  B  waves  [32].  Janny  [47]  described 
the  links  between  ICP  UB  waves  and  respiration.  It  was  also  known  [67]  that  artificial 
ventilation  can  either  provoke  the  disappearance  of  high  amplitude  B  waves  or  modify  the 
pattern.  During  both  pathological  and  physiological  circumstances,  ICP  and  ABP  waves  in  IB 
and  B  bands  have  shown  an  increase  in  activity  during  REM  sleep  [8,  19,  37,  52,  55,  77,  83,  97, 
110,  115,  127].  The  vascular  control  by  a  sympathetic  activity  could  be  the  link  between  waves 
and  sleep  [8,  19,  64,  67].  Loss  of  consciousness  during  coma  and  sedation  seems  to  reduce  the 
amplitude  of  B  and  IB  waves  [60].  There  are  also  links  between  SJ02  and  ICP  slow  waves, 
dramatic  changes  in  Sj02  during  ICP  B  waves  [101]  and  inconsistent  fluctuations  of  Sj02  [50, 
101,  105]  during  IB  waves.  Studies  have  shown  that  a  decrease  in  craniospinal  compliance 
modifies  the  amplitude  and  frequency  of  the  slow  ICP  waves,  in  particular  increasing  B  wave 
amplitude  [26,  61,  122].  Indirectly  Allen  and  Bunt  [4]  have  found  slow  oscillations  of 
compliance  in  IB  and  B  bands,  and  if  we  consider  that  they  are  spontaneous,  shown  the 
complex  reciprocal  influence  of  waves  and  compliance.  Several  other  triggering  factors  have 
been  identified  for  B  and  IB  waves:  experimental  ABP  hypotension  [53],  a  decrease  in  CPP 
regardless  of  the  cause  [107],  and  an  increase  in  CSF  outflow  resistance  [41-43,  122]  which  set 
off  a  response  as  excepted  from  the  Rosner  theory.  Clinically  decreasing  ABP  and  CPP  [108] 
have  similar  effects.  Experimentally,  the  influence  of  anaesthetics  and  ABP  on  the  frequency 
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and  amplitude  of  B  waves  is  debated  [45,  49]. 
2.1.6.  CLINICAL  IMPLICATIONS 


Two  main  application  domains  emerge  from  the  data  carried  by  the  slow  cerebral 
pressure/volume  waves,  i.e.  the  assessment  of  intracranial  volume-pressure  relationships  which 
has  been  proposed  since  1989  [106]  and  the  quantification  of  vasoreactivity,  in  particular,  the 
cerebral  autoregulation.  The  knowledge  of  vaso  (auto)  regulation  status  could  be  of  interest 
mainly  in  the  management  of  ICH,  whatever  the  cause,  and  after  traumatic  head  injury.  For  the 
latter,  ICH  and  impairment  of  cerebrovascular  reactivity  are  well  known  causes  of  cerebral 
ischemia  [117].  But  the  prognostic  value  of  the  loss  of  static  autoregulation  [12,  31,  114]  or 
dynamic  autoregulation  [88,  111,  113]  during  a  severe  or  mild  head  injury  is  not  clear.  In  the 
clinical  environment  the  interpretation  of  biological  parameters  is  rarely  univocal,  in  particular, 
the  vascular  ones  which  are  dependent,  among  others,  on  dynamic  and  static  CBF 
autoregulation,  active  and  passive  arteriolar  vasodilatation  [98],  false  static  [103],  and  pressure- 
based  and  metabolic-based  autoregulation.  This  could  explain  the  discrepancy  in  prognosis. 
The  temporal  analysis  of  the  relationship  between  ICP  and  ABP  B  waves,  as  a  marker  of 
impaired  dynamic  autoregulation,  seems  to  be  very  promising  [21,  22], 

The  second  clinical  domain  of  application  is  ICH,  but  the  pathological  role  of  slow  ICP  waves 
is  not  clearly  identified.  One  exception  is  the  high  amplitude  and/or  long  duration  waves  which 
can  decrease  the  CBF  either  locally  or  in  the  entire  brain  by  reducing  the  CPP  and/or  reducing 
microcirculation  due  to  a  high  intraparenchymal  pressure.  Monitoring  the  waves  to  detect  and  to 
treat  these  phenomena  appears  to  be  indicated,  but  the  threshold,  duration  or  range  prior  to 
treatment  remain  to  be  identified  even  if  durations  of  5  min  [82]  or  15  min  [23]  have  been 
proposed. 

Nowadays  both  invasive  ICP  and  ABP  monitoring  are  often  used  to  determine  the  CPP 
bringing  us  back  to  the  complexity  of  their  relationships  in  wave  terms.  Close  to  CBF,  CPP 
slow  waves  monitoring  could  be  of  interest.  As  shown  in  the  important  literature  published 
earlier,  the  quantification  of  the  slow  pressure  waves  also  seems  to  be  useful  in  the  treatment  of 
hydrocephalus  to  determine  good  patient  outcome  for  shunting  with  the  rationale  that  the  ICP 
slow  wave  activity  is  linked  to  the  craniospinal  compliance.  Recent  works  [9,  29,  54]  continue 
to  study  this  approach,  as  an  alternative  to  the  CSF  dynamic  explorations  calculating  the  CSF 
outflow  resistance  and  the  craniospinal  compliance.  Even  so,  the  definition  of  amplitude  and 
frequency  thresholds  and  the  integration  of  the  related  physiological  controls  seem  to  be  a 
necessary  condition.  A  decrease  in  B  waves  was  proposed  as  a  goal  in  the  treatment  of 
hydrocephalus  [116],  however,  the  pathological  character  of  the  waves  is  yet  to  be 
demonstrated. 

2.1.7.  NECESSITY  OF  CONTINUOUS  NON-INVASIVE  CEREBROVASCULAR 
AUTOREGULATION  STATE  MONITORING  AFTER  TRAUMATIC  BRAIN  INJURY 
(TBI) 

The  elastic  properties  of  intracraniospinal  components  constitute  a  very  important  variable 
involved  in  the  regulation  of  cerebral  blood  flow  (CBF).  In  TBI  cases  in  up  to  29.5  %  of 
patients  a  constant  or  even  reduced  CBF  was  detected  simultaneously  with  median  increase  in 
ICP  and  synchronous  median  increase  in  ABP.  This  phenomenon  has  been  called  false 
autoregulation  or  pseudoautoregulation  [128]. 

From  the  point  of  view  of  control  systems  theory  the  cerebral  autoregulation  which  is  based  on 
the  control  of  the  caliber  of  arterioles  by  CPP  changes  is  an  autoregulation  system  with  a 
negative  feedback.  The  pseudoautoregulation  is  the  result  of  passive  caliber  decrement  of 
venules  and  venous  vessels  as  a  reaction  to  cerebral  arterial  blood  volume  increment  or 
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interstitial  fluid  volume  increment  in  the  case  when  the  arterioles  are  absolutely  dilated.  This 
kind  of  cerebral  blood  flow  regulation  is  the  regulation  with  feedforward. 

When  the  autoregulation  feedback  is  impaired  the  protective  vasoconstriction  of  arterioles  is 
partially  or  completely  lost  and,  therefore,  increases  in  ABP  are  freely  transmitted  to  the 
capillary  bed.  If  autoregulation  is  intact,  either  no  changes  in  estimated  CBF  or  only  very  small 
ones  are  expected  when  increasing  ABP  within  the  limits  of  autoregulatory  curve. 

A  wide  variation  in  autoregulatory  status  in  patients  with  severe  head  injury  makes  the 
treatment  based  on  targeting  CPP  far  from  optimal.  According  to  this  reasoning,  when  patients 
have  a  predominantly  diffuse  brain  injury  and  exhibit  the  phenomenon  of  false  autoregulation 
the  Lund  approach  may  be  an  option  of  patient  treatment.  The  Lund  approach  is  totally  opposite 
to  the  targeting  CPP  approach.  The  Lund  approach  is  based  on  the  use  of  permissive  low  CPP  if 
brain  oxygen  supply  is  sufficient.  The  application  of  different  treatment  strategies  and  fine  - 
tuning  the  management  of  increased  ICP  can  only  be  rationally  applied  if  therapeutic  decisions 
are  based  on  the  accurate  knowledge  of  the  autoregulatory  status  of  the  patient.  In  order  to 
decide  which  approach  of  TBI  treatment  for  one  or  other  autoregulatory  state  of  one  or  another 
patient  is  suitable,  it  is  necessary  to  use  continuous  cerebrovascular  autoregulation  state 
monitoring  [20-22,  59-63,  122,  128]. 

The  non-invasive  technology  for  continuous  non-invasive  cerebrovascular  autoregulation  state 
monitoring  is  mostly  beneficial  in  this  case. 

2.2.  VITTAMED  TIME-OF-FLIGHT  PROTOTYPE  DEVICE  FOR  NON-INVASIVE 
ICP  /  VOLUME  SLOW  WAVE  REAL-TIME  MONITORING 

A  technology  for  real-time  elimination  of  ultrasonic  signals  delay  in  extracranial  tissues  and 
skull  inside  the  acoustic  path  as  well  as  the  compensation  of  possible  Doppler  shift  of  ultrasonic 
signals  propagating  through  the  parenchymal  acoustic  path  has  been  developed.  The  Vittamed 
time-of-flight  prototype  device  with  automatic  real  -  time  and  in  situ  elimination  of  ultrasonic 
signal  delays  in  the  extracranial  tissues  and  skull  was  designed  and  manufactured.  The  software 
procedures  for  automatic  Doppler  shift  elimination  are  also  included.  This  is  the  device  which 
directly  measures  the  time-of-flight  of  super  short  ultrasonic  signal  which  propagates  along  the 
transintracranial  acoustic  path  from  one  internal  surface  of  the  skull  to  the  other  internal  surface 
of  the  skull.  Also,  the  new  1.5  MHz  ultrasonic  transducers  for  such  option  have  been  designed 
and  manufactured.  The  new  transducers  include  the  PVDF  film  layers  which  are  used  to  receive 
echo  signals  from  internal  surfaces  of  dura  mater  or  skull.  The  transducers  are  not  spatially 
focused  and  because  of  that  do  not  create  the  areas  inside  the  brain  with  concentrated  heating  of 
intracranial  components  by  acoustic  energy. 

The  virtual  panels  of  the  non-invasive  Vittamed  time-of-flight  prototype  device  are  shown  in 
Fig.  26,  27. 

The  main  output  parameters  of  a  non-invasive  Vittamed  time-of-flight  device  which  limit  the 
duration  of  continuous  non-invasive  monitoring  are  the  following: 

-  acoustic  output  power; 

-  duration  of  output  acoustic  pulses; 

-  repetition  period  of  output  acoustic  pulses. 

Fig.  28  a)  and  b)  illustrate  the  output  acoustic  signal  of  the  Vittamed  device  (Fig.  28  a))  with 
acoustic  power  Pout  =  22.5  mW  compared  with  the  output  acoustic  signal  of  standard  TCD 
device  Multi-Dop  X4  (DWL,  Germany),  which  is  approved  by  FDA  as  safe  for  the  patients. 
The  output  power  of  TCD  device  Multi-Dop  X4  is  90  mW  (burst  3  mm). 
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Fig.  26.  The  virtual  panel  of  the  non-invasive  Vittamed  time-of-flight  prototype  device.  Signals 
s2(t)  and  s4(t)  are  ultrasonic  echo  signals  from  the  internal  surfaces  of  the  skull  bone.  Signals 
s3(t)  and  s6(t)  are  ultrasonic  signals  propagated  from  one  side  of  the  human  head  to  the  other 
side.  Signals  s2(t)  and  s3(t)  are  obtained  when  transmitting  ultrasound  from  the  left  to  the  right 
side  and  signals  s4(t)  and  s6(t)  -  when  transmitting  in  the  opposite  direction.  Vertical  yellow 
windows  are  used  for  the  selection  of  zero  crossing  points  of  the  signal  functions 
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Fig.  27.  The  virtual  panel  of  the  non-invasive  Vittamed  time-of-flight  prototype  device:  the 
upper  window  is  for  the  display  of  intraparenchymal  blood  volume  pulse  waves  inside  the 
transintracranial  acoustic  path  (all  dynamic  phenomena  in  external  tissues  are  compensated 
automatically  in  real-time  and  in  situ),  the  lower  window  is  for  the  monitoring  of  slow  waves 
and  slow  changes  monitoring  (also  all  extracranial  phenomena,  too,  are  compensated) 
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b) 


Fig.  28.  Illustration  of  the  output  acoustic  signal  of  Vittamed  device  (b)  in  comparison  with 
output  signal  of  standard  TCD  device  Multi-Dop  X4  (DWL,  Germany)  (a).  The  output  power  of 
TCD  device  Multi-Dop  X4  is  90  mW  (burst  length  3  mm)  (a).  The  output  power  of  the 
Vittamed  device  is  22.5  mW  (b) 
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The  repetition  period  of  Vittamed  device  output  pulses  is  1  kHz.  The  repetition  period  of  TCD 
device  is  12  kHz.  Because  of  a  much  shorter  duration  of  output  pulse  of  the  Vittamed  device  as 
compared  with  TCD  device  Multi-Dop  X4  and  because  of  12  times  lower  repetition  period  of 
output  pulses  and  also  because  of  4  times  lower  acoustic  output  power  of  the  Vittamed  device, 
the  output  energy  of  the  Vittamed  device  is  approximately  180  times  less  than  the  same 
parameter  of  Multi-Dop  X4.  Because  of  that  the  Vittamed  device  can  monitor  continuously  and 
safely  for  a  patient  during  120  hours  without  interruption.  The  duration  of  monitoring  by 
applying  TCD  devices  is  limited  by  approximately  40  minutes  because  of  heating  of  intracranial 
tissues  by  spatially  focused  insonation. 

2.3.  CLINICAL  TESTING  OF  REAL  -  TIME  AND  IN  SITU  COMPENSATION  OF 
EXTERNAL  TISSUE  HEMODYNAMICS  IN  THE  VITTAMED  TIME-OF-FLIGHT 
PROTOTYPE  DEVICE 

Clinical  testing  of  real-time  and  in  situ  compensation  of  external  tissue  hemodynamics  in  the 
Vittamed  time-of-flight  device  was  performed  in  ICU  on  TBl  patients  during  simultaneous 
invasive  and  non-invasive  ICP  monitoring  and  also  during  continuous  non-invasive 
autoregulation  monitoring  following  the  requirements  of  Clinical  Research  Protocol 
No  9912  4006,  AIBS  No  990135,  HSSRB  Log  No  A-9676. 


Pulse  waves  (ICP*20  mmHg) 


Pulse  waves  (ICP«40  mmHg) 


Pulse  waves  (ICP^  mmHg] 


Pulse  waves  (ICP«€0  mmHg) 


Fig.  29.  Simultaneous  invasive  (Camino)  and  non-invasive  (Vittamed  with  external  tissue 
hemodynamics  compensation)  records  of  ICP  pulse  waves  when  mean  ICP  =  80;  60;  40;  20 
mmHg. 

The  results  of  external  tissue  hemodynamic  compensation  on  non-invasively  recorded  pulse 
wave  shapes  are  shown  in  Fig.  29.  The  achieved  is  quite  a  good  similarity  between  the  shapes 
of  invasively  and  non-invasively  recorded  pulse  waves  in  different  pathophysiological 
conditions  of  TBl  patient  (mean  ICP  from  20  mmHg  until  80  mmHg). 
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The  slight  differences  in  shapes  could  be  explained  by  different  nature  of  local  and  focal 
invasive  parenchymal  ICP  measurement  and  much  more  global  and  not  focal  non-invasive 
measurement. 

The  positive  effect  of  extracranial  tissue  blood  volume  dynamics  and  possible  Doppler  shift 
compensation  on  absolute  invasive  and  non-invasive  ICP  data  similarities  is  shown  in  Fig.  30  - 
Fig.  32.  The  achieved  difference  between  absolute  invasive  and  non-invasive  ICP  data  in  the 
presented  cases  was  within  the  error  corridor  +/-2.0  mmHg.  It  is  necessary  to  mention  that  the 
errors  of  both  devices  (Camino  and  Vittamed)  are  within  this  error  corridor  because  the 
uncertainty  of  Camino  data  is  also  +/-2.0  mmHg.  Also  it  is  necessary  to  mention  that 
calibration  of  Vittamed  monitor  was  performed  using  Camino  monitor  and  linear  conversion  of 
non-invasively  measured  ultrasound  speed  data  into  absolute  ICP  values. 

Simultaneous  invasive  and  non-invasive  recording  of  slow  ICP  /  volume  waves  is  illustrated  in 
Fig.  33.  The  moving  cross  -  correlation  factor  of  slow  waves  (presented  in  Fig.  33)  is  shown  in 
Fig.  34.  The  achieved  cross  -  correlation  Rcw  0.92  . . .  0.94  (Fig.  34)  is  very  high.  This  result 
is  a  clinical  evidence  that  invasive  slow  wave  monitoring  can  be  replaced  by  non-invasive  slow 
wave  monitoring  for  estimation  of  cerebrovascular  autoregulation  state.  To  evaluate  the 
similarity  of  invasive  and  non-invasive  continuous  autoregulation  monitoring  data  we  used  slow 
wave  methodology  and  the  technique  illustrated  in  Fig.  35. 

The  selection  of  slow  B  waves  from  raw  data  of  invasive  and  non-invasive  monitors  was 
performed  applying  digital  band  pass  filtering  and  specially  designed  software.  This  software 
also  performed  the  continuous  moving  calculation  of  cross  -  correlation  factors  between 
invasively  recorded  ICP  and  ABP  slow  waves  (Ri)  and  also  between  non-invasively  recorded 
intraparenchymal  blood  volume  slow  waves  and  ABP  slow  waves  (Rn). 

We  have  recorded  until  now  22  sessions  of  cerebrovascular  autoregulation  continuous  invasive 
and  non-invasive  monitoring  in  ICU  on  TBI  patients.  12  sessions  were  shorter  than  one  hour 
because  of  monitoring  interruptions  by  patient  treatment  procedures. 

The  achieved  similarity  acceptable  for  clinical  practice  of  invasive  and  non-invasive 
autoregulation  monitoring  data  is  illustrated  in  Fig.  36  -  Fig.  39.  It  is  important  to  mention  that 
cross-correlation  of  non-invasively  recorded  intraparenchymal  slow  B  waves  and  ABP  slow 
waves  is  reflecting  pathophysiological  dynamic  of  cerebrovascular  autoregulation  in  the  same 
way  as  invasive  slow  wave  monitoring  (Fig.  36  -  Fig.  39).  The  non-significant  for  diagnosing 
of  autoregulation  quantitative  difference  of  invasive  and  non-invasive  cross-correlation 
monitoring  data  (Fig.  36  -  Fig.  39)  can  be  explained  by  too  local  and  focal  nature  of  invasively 
recorded  slow  ICP  waves.  Non-invasively  recorded  slow  B  waves  reflect  the  blood  volume 
dynamic  along  the  intraparenchymal  acoustic  path  which  is  crossing  the  brain,  i.e.  non- 
invasively  recorded  data  are  much  more  global. 

Very  important  clinical  result  is  shown  on  Fig.  37.  Optimal  adjustment  of  Sa02  and  ETC02  in 
this  case  “switched  on”  the  intact  cerebrovascular  autoregulation.  Both  invasive  and  non- 
invasive  autoregulation  monitoring  techniques  clearly  show  (Fig.  37)  the  same  dynamic  of 
transient  process  of  intact  autoregulation  restoration. 

The  clinical  study  is  continuing  and  will  be  completed  during  the  next  year  when  52  or  more 
invasive  and  non-invasive  autoregulation  monitoring  one  hour  periods  will  be  recorded  and 
statistical  significance  of  the  similarity  between  invasive  and  non-invasive  monitoring  will  be 
achieved. 
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LEFTTRANSCRANIAL  ECHO  DELAYTIME 


b) 


DIFFERENCE  BETWEEN  SIMULTANEOUSLY  RECORDED  INVASIVE  AND  NON-INVASIVE  ICP  DATA 
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Fig.  30.  Simultaneously  recorded  invasive  and  non-invasive  ICP  data  in  ICUwith  real-  time 
compensation  of  external  tissues  and  skull  acoustic  properties:  reactions  to  Queckenstedt  test 
(A,  B).  Invasive  ICP  monitor  (Camino)  was  used  for  linear  calibration  of  non-invasive  ICP 
monitor 
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Fig.  31.  Simultaneously  recorded  invasive  and  non-invasive  ICP  data  in  ICU  with  real  time 
compensation  of  external  tissue  and  skull  acoustic  properties  (A,  B):  ICP  values  are  close  to  the 
critical  ICP  level  25.0  mmHg.  Invasive  ICP  monitor  (Camino)  was  used  for  linear  calibration  of 
non-invasive  ICP  monitor 
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INVASIVE  (CAMINO)  ICP  MONITORING  DATA 


NON-INVASIVE  TRANSINTRACRANIAL  ICP  MONITORING  DATA  (WITH  COMPENSATION) 
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Fig.  32.  Simultaneously  recorded  invasive  (Camino)  and  non-invasive  (Vittamed)  ICP  data  in 
ICU  with  real  time  compensation  of  external  tissue  and  skull  acoustic  properties  (patient  with 
TBI).  Invasive  ICP  monitor  (Camino)  was  used  for  linear  calibration  of  non-invasive  ICP 
monitor 
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Fig.  33.  Continuously  invasively  (a)  and  non-invasively  (b)  recorded  slow  ICP  and 
intraparenchymal  blood  volume  slow  waves 
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Fig.  34.  Structure  of  estimation  technique  of  cerebrovascular  autoregulation  state  (a).  Structure 
(b)  for  simultaneous  monitoring  of  autoregulation  state  applying  existing  invasive  teehnique 
(Camino  and  Datex  monitors)  together  with  innovative  non-invasive  technique  (Vittamed) 
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Patient  file;  dj8 


Patient  file:  dj8 


Fig.  36.  Cross  -  correlation  factor  Ri  between  invasively  recorded  ICP  and  ABP  slow  waves  and 
cross  -  correlation  factor  Rn  between  the  same  non-invasively  recorded  waves  (ICU  patient  with 
impaired  cerebrovascular  autoregulation,  1-hour  continuous  monitoring) 
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Correlation  coefficients  monitoring. Interval  of  calculation  120  s  (File:  57) 


Fig.  37.  Cross  -  correlation  factors  between  invasively  recorded  ICP  and  ABP  slow  waves  (blue 
line),  between  the  same  non-invasively  recorded  waves  (green  line)  and  between  the  same  ICP 
and  non-invasively  recorded  waves  (red  line).  ICU  patient  with  intact  autoregulation  after 
optimizing  of  ventilation,  continuous  monitoring,  Sa02  was  changed  from  97%  to  99%  and 
ETCO2  was  changed  from  31mmHg  to  28  mmHg  at  time  moment  t  =  1000  s 


Correlation  ooeffioients  monitoring,  intenrai  of  caicuiation  12Q  s.  (File:  49] 


Fig.  38.  Cross  -  correlation  factors  between  invasively  recorded  ICP  and  ABP  slow  waves  (blue 
line),  between  the  same  non-invasively  recorded  waves  (green  line)  and  between  the  same  ICP 
and  non-invasively  recorded  waves  (red  line).  ICU  patient  with  impaired  autoregulation, 
continuous  monitoring,  spontaneous  variation  of  cross-correlation  factors  within  time  interval 
850  s  until  1 100  s 
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Correlation  coefficients  monitoring.  Interval  of  calculation  120  s,  Mov.  Average  time  =120  s  (File:  78) 


Time,  s  (Starting  time  =  150  s) 


Fig.  39.  Cross  -  correlation  factors  between  invasively  recorded  ICP  and  ABP  slow  waves  (blue 
line)  and  between  the  same  non-invasively  recorded  waves  (green  line).  ICU  patient  with 
impaired  autoregulation,  1-hour  continuous  monitoring,  spontaneous  variations  of  the 
autoregulation  state 
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KEY  RESEARCH  ACCOMPLISHMENTS 


1.0.  Approved  statement  of  work:  non-invasive  ICP  measurement  through  the  human  eye. 

1.1.  Develop  ultrasonic  signal  transmitting  /  receiving  technology  for  space  resolution  and  eye 
artery  blood  flow  velocity  d3mamic  measurement  resolution. 

Accomplishment:  a  prototype  battery  powered  device  has  been  designed,  manufactured  and 
successfully  tested  (photo  1). 

1.2.  Develop  and  test  the  processing  technology  needed  for  measured  eye  artery  blood  velocities 
dynamic  data  comparison  in  two  segments  of  the  eye  artery  and  the  identification  of  flow 
balance  in  the  two  segments. 

Accomplishment:  standard  Gosling  pulsatility  indexes  were  applied  for  preliminary  balance 
identification  in  ICU  conditions.  Non-invasive  absolute  ICP  measurements  were  performed 
on  ICU  patients  (traumatic  brain  injuries)  simultaneously  with  invasive  ICP  measurements 
following  Clinical  Research  Protocol  No.  9912  4006,  AIBS  No.  990135,  HSSRB  Log  No.  A  - 
9676.  The  clinical  study  is  continuing  and  will  be  completed  when  52  invasive  and  non- 
invasive  monitoring  one-hour  periods  are  performed. 

A  non-standard  balance  index  has  been  proposed  and  tested  applying  computer  modeling. 
This  new,  more  sensitive  index  for  balance  is  based  on  the  blood  flow  wave  amplitude 
spectral  analysis.  New  software  for  automatic  balance  indication  applying  the  new  balance 
index  is  under  creation. 

1.3.  Develop  the  technique  for  application  of  pressure  to  the  human  eye  together  with  its 
measurement  and  measurement  of  the  eye  artery  blood  flow  velocity  in  two  depths. 
Accomplishment:  a  prototype  has  been  developed  and  successfully  preliminarily  tested  in 
ICU  (photo  1). 

1.4.  Develop  and  construct  breadboards  and  a  prototype  unit  to  prove  the  technology. 
Accomplishment:  the  prototype  has  been  developed  and  successfully  preliminarily  tested  in 
ICU  (photo  1). 

1.5.  Perform  clinical  evaluation  of  the  prototype. 

Accomplishment:  the  prototype  has  been  evaluated  in  ICU.  Invasive  and  non-invasive 
measurement  data  of  absolute  ICP  are  shown  in  Fig.  22  -  Fig.  25. 


2.0.  Approved  statement  of  work:  non-invasive  ICP  /  volume  real  -  time  monitoring: 

2.1.  To  develop  and  test  the  technology  for  real-time  elimination  of  the  ultrasonic  signals  delay 
in  external  tissues  and  skull  inside  the  acoustic  path. 

Accomplishment:  the  technology  has  been  developed  and  successfully  clinically  tested  in 
ICU. 

2.2.  To  develop  the  received  signals  digital  processing  technologies  for  elimination  of  the 
possible  Doppler  shift  of  ultrasonic  signals  propagating  through  the  parenchymal  acoustic  path. 
Accomplishment:  the  technology  has  been  developed  and  successfully  clinically  tested  in 
ICU. 

2.3.  To  develop  and  test  the  ultrasonic  transducer  of  a  suitable  size,  to  monitor  the  pressure  for 
battlefield  and  ICU  applications. 
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Accomplishment:  two  types  of  smaller  transducers  have  been  designed,  manufactured  and 
preliminarily  tested. 

2.4.  Develop  and  construct  the  breadboard  and  prototype  unit  to  prove  the  technology  of  non- 
invasive  ICP  /  volume  and  intracranial  blood  flow  autoregulation  state  monitoring. 
Accomplishment:  the  breadboards  and  prototype  unit  have  been  developed  and 
manufactured.  The  prototype  has  been  successfully  clinically  preliminarily  tested  in  ICU 
following  Clinical  Research  Protocol  No.  9912  4006,  AIBS  No.  990135,  HSSRB  Log  No.  A  - 
9676.  28  simultaneous  invasive  and  non-invasive  ICP  monitoring  sessions  have  been 
performed  in  ICU  on  patients  with  traumatic  brain  injuries.  22  sessions  of  cerebrovascular 
autoregulation  continuous  monitoring  have  been  performed  on  ICU  patients.  The  clinical 
study  is  continuing  and  will  be  completed  during  the  second  year  of  this  work  when  52 
invasive  and  non-invasive  monitoring  periods  are  performed  for  simultaneous  invasive  and 
non-invasive  ICP  and  continuous  autoregulation  state  monitoring  and  when  statistical 
significance  of  clinical  data  will  be  achieved . 

Resume:  All  the  approved  statements  of  the  work  for  the  first  year  of  this 
study  have  been  successfully  accomplished. 


47 


REPORTABLE  OUTCOMES 


The  key  research  accomplishments  were  orally  presented  by  Dr.  A.  Ragauskas  at  the  conference 
ATACCC  2001  (Fort  Walton  Beach,  September,  2001).  Also  the  poster  was  presented  there. 
The  abstract  of  presentation  is  attached  as  an  appendice  to  this  report. 
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CONCLUSIONS 


1.  A  prototype  battery  powered  device  for  non-invasive  absolute  ICP  measurement  through  the 
human  eye  has  been  designed,  manufactured  and  successfully  tested.  Standard  Gosling 
pulsatility  indexes  were  applied  for  preliminary  extracranial  and  intracranial  eye  artery  blood 
flow  balance  identification  in  ICU  conditions.  Non-invasive  absolute  ICP  measurements  were 
performed  on  ICU  patients  (traumatic  brain  injuries)  simultaneously  with  invasive  ICP 
measurements  following  Clinical  Research  Protocol  No.  9912  4006,  AIDS  No.  990135,  HSSRB 
Log  No.  A  -  9676.  The  clinical  study  is  continuing  and  will  be  completed  when  52  invasive  and 
non-invasive  monitoring  one-hour  periods  are  performed.  A  non-standard  balance  index  has 
been  proposed  and  tested  applying  computer  modeling.  This  new  index  is  more  sensitive  for 
balance  and  is  based  on  the  blood  flow  wave  amplitude  spectral  analysis.  New  software  for 
automatic  balance  indication  applying  the  new  balance  index  is  under  creation. 

2.  The  preliminary  clinical  results  show  that  the  prototype  two-depth  TCD  device  for  absolute 
ICP  measurement  can  be  used  in  ICU  environment.  Our  limited  clinical  experience  (25 
measurements,  3  patients)  of  the  absolute  ICP  measurement  below  the  critical  level  of  ICP  = 
25.0  mmHg  applying  PI  as  a  balance  indicator  shows  that  the  systematic  error  of  non-invasive 
absolute  ICP  is  always  positive  and  does  not  exceed  20%...25%  of  the  invasively  measured 
mean  absolute  ICP  value. 

3.  To  decrease  the  errors  of  non-invasive  absolute  ICP  measurement  it  is  necessary: 

-  to  develop  an  extracranial  pressure  chamber  applying  the  latex  film  as  thin  as  possible  in  order 
to  minimize  the  extracranial  pressure  gradient; 

-  to  develop  the  rigid  part  of  the  extracranial  pressure  chamber  also  in  order  to  minimize  the 
extracranial  pressure  gradient  during  the  measurements; 

-  to  develop  a  software  for  two-depth  TCD  measurement  data  computer  analysis  (PC  connected 
with  the  two-depth  TCD  prototype  device)  and  for  the  indication  of  intracranial  and  extracranial 
pressure  balance  in  ICU  environment; 

-  to  develop  a  software  for  non-standard  index  calculation  to  obtain  a  more  sensitive  disbalance 
of  blood  flow  in  the  eye  artery; 

-  to  perform  absolute  ICP  measurements  in  ICU  applying  the  indexes  mentioned; 

-  to  a  collect  statistically  significant  number  of  clinical  simultaneous  invasive  and  non-invasive 
absolute  ICP  measurement  data  following  Clinical  Research  Protocol  No.  9912  4006,  AIBS  No. 
990135,  HSSRB  Log  No.  A  -  9676  by  September  2002, 

-  to  perform  experimental  evaluation  of  the  potential  accuracy  of  non-invasive  absolute  ICP 
meter  in  the  situation  when  the  TCD  signal  to  noise  ration  is  the  best  possible.  In  order  to 
perform  this  experiment  the  standard  echo-contrast  agents  (e.g.,  Levovist,  Sobering,  Germany) 
need  to  be  used  during  two-depth  TCD  measurements  of  the  eye  artery  blood  flow. 

4.  Vittamed  time-of-flight  technology  has  been  developed  applying  real-time  elimination  of  the 
ultrasonic  signals  delay  in  extracranial  tissues  and  skull,  which  are  inside  the  transcranial 
acoustic  path.  The  digital  signal  processing  technologies  have  been  developed  for  the 
elimination  of  a  possible  Doppler  shift  of  ultrasonic  signals  propagating  through  the 
parenchymal  acoustic  path. 

5.  A  prototype  time-of-flight  device  for  cerebrovascular  autoregulation  state  non-invasive 
monitoring  has  been  designed  and  successfully  tested  in  ICU  following  Clinical  Research 
Protocol  No.  9912  4006,  AIBS  No.  990135,  HSSRB  Log  No.  A  -  9676.  28  simultaneous 
invasive  and  non-invasive  ICP  monitoring  sessions  were  performed  in  ICU  on  patients  with 
traumatic  brain  injuries.  22  sessions  of  cerebrovascular  autoregulation  continuous  monitoring 
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were  performed  on  ICU  patients.  The  clinical  study  is  continuing  and  will  be  completed  during 
the  second  year  of  this  work  when  52  invasive  and  non-invasive  monitoring  periods  are 
performed  for  simultaneous  invasive  and  non-invasive  ICP  and  continuous  autoregulation  state 
monitoring  and  when  statistical  significance  of  clinical  data  is  achieved. 

6.  The  achieved  difference  between  absolute  invasive  and  non-invasive  ICP  data  during 
simultaneous  invasive  and  non-invasive  clinical  monitoring  of  the  patients  with  traumatic  brain 
injury  was  within  the  error  corridor  of  +/-2.0  mmHg.  The  errors  of  both  devices  (Camino  and 
Vittamed)  are  within  this  error  corridor  because  the  uncertainty  of  Camino  data  is  also  +/-2.0 
mmHg.  In  this  case  calibration  of  Vittamed  monitor  was  performed  using  Camino  monitor.  A 
linear  conversion  of  non-invasively  measured  ultrasound  speed  data  into  absolute  ICP  values 
has  been  used.  This  result  is  the  evidence  of  an  effective  compensation  of  extracranial  tissue 
blood  flow  phenomena  and  also  of  an  effective  compensation  of  the  possible  Doppler  shift  of 
ultrasonic  signal  propagating  along  the  transintracranial  acoustic  path. 

7.  Simultaneous  invasive  and  non-invasive  recording  of  slow  ICP  and  slow  intracranial 
parenchymal  blood  volume  waves  show  a  high  cross  -  correlation  between  invasively  and  non- 
invasively  measured  slow  waves.  The  achieved  highest  cross  -  correlation  values  were  Rcw  = 
0.92  . . .  0.94  during  one-hour  continuous  monitoring  session.  In  the  worst  case  of  an  unstable 
patient  Rc/v  was  more  than  0.7  dming  88%  of  monitoring  time  and  Rcw  was  more  than  0.8 
during  78%  of  monitoring  time.  These  results  are  a  clinical  evidence  that  invasive  slow  wave 
monitoring  can  be  replaced  by  non-invasive  slow  wave  monitoring  for  continuous  estimation  of 
cerebrovascular  autoregulation  state. 

8.  It  is  shown  experimentally  that  an  optimal  adjustment  of  Sa02  and  ETC02  in  the  case  of 
impaired  cerebrovascular  autoregulation  can  “switch-on”  in  some  cases  the  intact 
cerebrovascular  autoregulation.  Both  invasive  and  non-invasive  autoregulation  monitoring 
techniques  clearly  show  the  same  dynamics  of  transient  process  of  intact  autoregulation 
restoration  in  the  case  of  intact  autoregulation  “switching-on”. 

9.  All  the  approved  statements  of  the  work  for  the  first  year  of  this  study  have  been  successfully 
accomplished. 
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APPENDICES 


ATACCC  2001,  Fort  Walton  Beach 
(ABSTRACT  OF  ORAL  PRESENTATION) 


A.  RAGAUSKAS 

NON-INVASIVE  MEASUREMENT  OF  INTRACRANIAL  PRESSURE  (ICP) 

Objective:  New  ultrasonographic  non-invasive  ICP  /  Volume  monitoring  and  ICP  absolute 
value  measurement  methods  were  proposed  in  our  previous  works  [1,2].  The  objective  of  this 
paper  is  to  present  our  clinical  results  of  the  assessment  of  non-invasive  technology  for 
cerebrovascular  autoregulation  monitoring  and  non-invasive  ICP  absolute  value  measurement 
in  the  intensive  care  unit  (ICU). 

Methods:  Slow  intracranial  wave  and  ABP  slow  wave  correlation  methodology  was  used  for 
cerebrovascular  autoregulation  monitoring.  Non-invasive  cerebrovascular  slow  wave  monitor 
(Vittamed)  has  been  used  together  with  invasive  ICP  and  ABP  slow  wave  monitors  in  the  ICU. 
Also  ultrasonographic  absolute  ICP  meter  (Vittamed)  was  applied  for  periodic  non-invasive 
measurements  of  ICU  patients  with  traumatic  brain  injuries.  All  measurements  were  performed 
following  Clinical  Research  Protocol  of  DoD  Agreement  DAMD  17-00-2-0065. 

The  non-invasively  recorded  slow  volumetric  intracranial  waves  were  compared  with  invasively 
recorded  slow  ICP  waves.  Also  continuous  monitoring  of  the  correlation  factor  Ri  between 
invasively  recorded  ICP  and  ABP  slow  waves  was  performed  simultaneously  with  non- 
invasively  recorded  correlation  factor  Rn  between  volumetric  slow  waves  and  ABP  slow  waves. 
The  accuracy  of  absolute  ICP  non-invasive  measurement  was  evaluated  comparing  non- 
invasive  ICP  data  with  simultaneously  invasively  measured  ICP  values. 

Results:  It  has  been  shown  experimentally  that  the  correlation  factor  between  invasively  and 
non-invasively  recorded  slow  ICP  waves  is  not  less  than  0.71... 0.93  during  one  hour 
monitoring  periods  (15  one  hour  ICU  monitoring  periods  were  analyzed).  It  has  been  shown  an 
excellent  agreement  between  non-invasive  and  invasive  cerebrovascular  autoregulation 
monitoring  data. 

The  preliminary  results  of  non-invasive  ICP  measurement  method  clinical  assessment  show  that 
this  is  only  method  for  non-invasive  ICP  measurement  without  the  problem  of  individual 
calibration  of  system  “patient  -  non-invasive  ICP  meter”. 

Conclusion:  In  this  ongoing  study  it  is  shown  at  the  first  time  that  non-invasive 
ultrasonographic  time-of-flight  technology  could  be  applied  for  continuous  cerebrovascular 
autoregulation  monitoring.  It  is  shown  that  non-invasive  absolute  ICP  meter  (Vittamed)  is  only 
non-invasive  ICP  meter,  which  does  not  need  an  individual  calibration  of  system  “patient  - 
non-invasive  ICP  meter”. 

1.  Cerebrovasc  Dis  1999;9  (suppl.2):31  and  46,  also  2000;10  (suppl.l):34. 

2.  US  Patents  5,  388,  583  and  5,  951, 477. 
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Research  Protocol  Involving  Hnman  Subjects 

Project  title:  Non-Invasive  Ultrasonic  Diagnosing  and  Monitoring  of  Intracranial  Pressure  / 
Volume  (Cooperative  Agreement  No.  DAMD17  -  00  -  2  -  0065). 

Responsible  Investigator:  Arminas  Ragauskas,  DSc.,  address:  Saules  39-10,  LT-3031  Kaunas, 
Lithuania,  tel:  -1-370  7  353807,  fax:  -1-370  7  736897,  e-mail:  telematics@tefktu.lt. 

Location  of  Study:  Neurosurgical  Clinic  of  Kaunas  Medical  University,  Eiveniu  2,  LT-3005 
Kaunas,  Lithuania. 

Site  investigators:  Algis  Matukevicius,  MD,  Neurosurgeon, 

Gediminas  Daubaris,  DSc.,  Clinical  Scientist, 

Rimantas  Tarasevicius,  Dr,  Anaesthetist, 

Vytenis  Deltuva,  MD,  Neurosurgeon. 

Time  required  to  complete:  13  months. 

Abbreviations: 

ICP  -  intracranial  pressure, 

ABP  -  arterial  blood  pressure, 

CPP  -  cerebral  perfusion  pressure, 

TCD  -  transcranial  Doppler, 

TITF  -  transintracranial  "time-of-flight", 

MRI  -  magnetic  resonance  imaging, 

ICU  -  intensive  care  unit. 

1.  Background 

a.  This  protocol  is  part  of  a  proposal  to  develop  for  battle  field  application  and  for  the 
commercial  market  of  medical  diagnostic  and  monitoring  two  versions  of  noninvasive 
intracranial  pressure  (ICP)  monitors  based  on  ultrasound  transmission  and  transduction.  One 
system  will  use  ultrasonic  signal  transmitting/receiving  technology  to  measure  eye  artery  blood 
flow  velocities  simultaneously  within  intracranial  and  extracranial  segments  of  the  eye  artery, 
for  noninvasive  ICP  absolute  value  measurement.  The  second  system  -  an  ICP  monitor  device 
using  measures  of  signal  attenuation  and  time-of-flight  of  the  signal  algorithms  to  assess  ICP 
and  intracranial  volumes,  for  noninvasive  ICP  volume  real-time  monitoring.  As  opposed  to 
other  noninvasive  intracranial  pressure  monitors  under  development,  both  of  systems  will 
provide  absolute  ICP  values.  This  proposal  describes  devices  that  would  replace  current  state 
of  the  art,  invasive,  ICP  monitors. 

b.  The  project  will  be  directed  by  A1  Petrikas,  President  of  Vitta  Corporation,  Bethel, 
Coimecticut.  The  research  study  will  be  conducted  at  the  Neurosurgical  Clinic  of  Kaunas 
Medical  University  with  Arminas  Ragauskas,  DSc  serving  as  the  responsible  investigator  with  a 
team  of  medical  physicians  serving  as  clinical  sub-investigators. 

c.  More  than  50  healthy  volunteers  and  32  intensive  care  unit  coma  subjects  have  been 
studied.  In  the  case  of  healthy  volunteers,  it  was  shown  that  physiological  changes  of  ICP  and 
ICP  waves  as  a  result  of  cerebrospinal  reactions  to  different  challenges  could  be  noninvasively 
measured  with  high  resolution  and  accuracy.  No  adverse  events  caused  by  noninvasive 
technology  were  observed  during  the  human  study.  The  researchers  have  concluded  from  the 
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preliminary  animal  and  human  studies  that  acoustie  properties  of  the  microvascular 
parenehymal  aeoustie  path  ean  he  detected  and  they  represent  intracranial  blood  volume 
changes  and  intracranial  parenchyma  tissue  volume  changes  inside  the  acoustic  path. 

d.  This  project  is  a  part  of  the  Combat  Causality  Care  program. 

2.  Research  Design. 

The  protocol  design  of  this  experimental  research  project  is  presented  in  Section  5, 
“Protocol  Design”. 

3.  Research  Objectives. 

a.  To  conduct  a  clinical  trial  on  intensive  care  unit  coma  patients  with  heads  injuries  and 
implanted  existing  standard  invasive  intracranial  pressure  (ICP)  transducers  connected  to 
standard  ICP  monitors  simultaneously  with  multidepth  transcranial  Doppler  (TCD) 
measurements  of  the  eye  artery  blood  flow  parameters  in  the  intracranial  and 
extracranial  segments  of  that  artery  in  the  case  of  ICP  equal  to  the  external  pressure 
applied  to  the  eye. 

b.  To  conduct  a  clinical  trial  on  intensive  care  unit  coma  patients  with  head  injuries  and 
implanted  existing  standard  invasive  intracranial  pressure  (ICP)  transducers  connected  to 
standard  ICP  monitors  simultaneously  with  a  new  noninvasive  ICP/volume  monitor  above 
the  critical  level  ICP  =  20... 25  mmHg  and  below  this  level.  To  investigate  the  ability  to 
apply  a  new  noninvasive  ICP/volume  monitor  for  continuous  monitoring  of  a  head  injured 
patient’s  cerebral  blood  flow  autoregulation  state. 

4.  Study  population 

Male  and  female  subjects  >18  years  of  age  with  traumatic  brain  injury. 

We  intend  to  study  10  patients  with  traumatic  brain  injury.  Inclusion  criteria:  age  >=18  years, 
brain  injured  patients  monitored  in  intensive  care  unit  who  have  invasive  arterial  and 
intracranial  pressure  monitoring.  Indications  for  intracranial  pressure  monitoring  are  appropriate 
in  patients  with  severe  head  injury  with  abnormal  admission  CT  scan.  Severe  head  injury  is 
defined  as  a  Glasgow  Coma  Scale  Score  of  3-8  after  cardiopulmonary  resuscitation.  An 
abnormal  CT  scan  of  the  head  is  one  that  reveals  hematomas,  contusions,  edema,  or  compressed 
basal  cisterns.  ICP  monitoring  is  appropriate  in  patients  with  severe  head  injury  with  a  normal 
CT  scan  if  two  or  more  of  the  following  features  are  noted  at  admission:  age  over  40  years, 
unilateral  or  bilateral  motor  posturing,  systolic  blood  pressure  less  than  90  mmHg.  ICP 
monitoring  is  not  routinely  indicated  in  patients  with  mild  or  moderate  head  injury  (Guidelines 
for  the  Management  of  Severe  Head  Injury.  Brain  Trauma  Foundation,  USA,  1995).  Following 
the  Guidelines  for  the  Management  of  Severe  Head  Injury  the  only  comatose  patients  of  ICU 
with  implanted  invasive  ICP  monitoring  transducers  will  be  involved  into  the  study. 

Post  Sub-arachnoid  haemorrhage  patients  monitored  in  intensive  care  unit  who  have  invasive 
arterial  and  intracranial  pressure  monitoring.  Exclusion  criteria:  patients  with  wounds,  scars  or  a 
craniotomy  overlying  the  optimal  window  for  transintracranial  ultrasonic  measurement. 

Declaration  of  a  speciflc  number  of  subjects  for  sample  size 

A  goal  of  the  experimental  tests  is  evaluation  of  reliability  of  data  obtained  using  new 
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noninvasive  intracranial  pressure  measurement  methods  in  comparison  with  the  invasively 
measured  data  using  intracranial  pressure  monitor. 

The  proposed  noninvasive  intracranial  pressure  measurement  method  does  not  influence  the 
physiological  state  of  patient.  From  the  methodological  point  of  view  the  object  of  investigation 
is  not  the  individual  patient  but  the  physical  parameter  (intracranial  pressure  measured  by  two 
ways  -  invasively  and  noninvasively),  reflecting  the  dynamics  of  physiological  state  of 
individual  patient.  Therefore,  a  separate  patient  can  be  repeatedly  exploited  to  obtain  the 
required  statistics  of  sample  data.  The  parameter  values  during  measurement  tests  must  cover 
the  entire  range  of  the  parameter  variation  under  various  physiological  states  of  patients. 

The  sample  data  is  obtained  during  separate  measurement  cycle  of  1/?  duration  at  which  the 
parallel  measurement  data  from  the  investigated  measurement  device  and  the  standard 
measurement  device  are  registered.  In  this  way,  up  to  180  000  parallel  measurement  points  are 
obtained  at  each  measurement  cycle.  For  the  data  obtained,  the  Student’s  distribution  test 
statistic  for  paired  or  correlated  samples  [1]  with  the  significance  level  5%  is  applied  to 
evaluate  a  coincidence  of  the  measurement  results.  Therefore,  for  each  measurement  cycle  a 
decision  is  stated  (accept  or  reject  the  hypothesis  on  the  coincidence  of  results). 

The  consistency  of  the  decisions  is  to  be  tested  for  repeated  measurement  cycles  under  various 
physiological  states  of  patients.  The  number  of  measurement  cycles  is  calculated  using  a 
general  formula  for  the  significance  test  of  a  single  proportion  [2]: 


where 


n  > 


[l-Tl)  +V^l 

^0 

2 

71 -Tt^ 

r 

(1) 


n  -  required  minimum  size  of  measurement  cycles; 

71  -  proportion  of  interest; 
tTq  -  null  hypothesis  proportion; 

U  -  one-sided  percentage  point  of  the  normal  distribution  corresponding  to  1 00%  - 

power ; 

V  -  percentage  of  the  normal  distribution  corresponding  to  the  required  (two-sided) 
significance  level. 


For  our  investigations  we  have  introduced  the  following  values  of  the  formula  (1)  parameters: 
the  proportion  of  interest  K  —  0.95 ;  the  null  hypothesis  (measurement  results  by  the 
investigated  and  standard  methods  coincide)  proportion  TTq  =  1 ;  the  power  value  for 
demonstrating  the  significant  difference  between  results  of  measurement  cycles  is  accepted 
power  =  95% ,  which  corresponds  u  =  1.645 ;  the  significance  level  is  accepted  5% ,  which 
corresponds  V  =  1.96 . 


With  the  above  parameter  values,  the  following  value  of  required  measurement  cycles  is 
calculated: 
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=  52 


(2) 


1.645^0.95(1-0.95)  +  1.96Vl(l  - 1) 
(0.95-1)" 


Under  specific  experimental  conditions,  a  separate  patient  can  be  tested  2  times  per  day  during 
5  days.  Therefore,  the  maximum  10  measurement  cycles  can  be  obtained  from  one  patient,  and 
the  minimum  number  of  patients  to  obtain  the  required  statistics  of  samples  is 


whole  number 


uoJ 


=  6 


(patients). 


(3) 


The  real  number  of  measurement  cycles  obtained  from  one  patient,  however,  can  be  less  than  10 
(in  practice  it  vary  from  1  to  10),  if  the  physiological  state  of  a  patient  does  not  change  and  the 
repeated  measurement  cycles  are  not  informative.  The  criteria  of  change  are:  the  state  of  blood 
flow  autoregulation  is  changed  or  CPP,  ABP  or  ICP  values  are  significantly  changed,  or  B 
waves  became  active. 

Taking  into  account  the  above  circumstances,  we  have  increased  the  calculated  value  to  10 
patients  in  order  to  ensure  the  required  statistics  of  samples  under  unfavourable  experimental 
conditions. 

Specification  of  the  statistical  power  analysis 

As  it  has  been  demonstrated  by  calculation,  presented  earlier,  the  statistics  of  informative 
number  of  measurement  cycles  N  >52  provides  a  required  power  of  conclusions.  The 
number  of  subjects  to  obtain  the  required  statistics  of  samples  is  determined  10  . 

Assuming  idealistic  case,  if  the  maximum  number  of  informative  samples  (10)  is  obtained 
from  each  patient,  the  whole  number  of  samples  available  for  statistical  analysis  is 
10x10  =  100  .  This  number  significantly  exceeds  a  required  minimum  value  {N  >  52). 
Thus,  experimental  data  available  from  1 0  patients  provide  a  significant  reserve  for  obtaining  a 
required  statistics  of  informative  samples,  taking  into  account  that  the  real  number  of 
informative  samples  obtained  from  separate  patient  can  be  less  then  1 0  . 

A  more  exact  statistical  calculation  of  required  number  of  subjects  can  not  be  performed,  as 
there  is  no  a  priori  information  about  statistical  distribution  of  the  numbers  of  informative 
samples  obtained  from  one  patient. 

Referring  on  the  above  reasoning  we  have  determined  the  number  10  of  subjects  as  a 
definitive  number  for  obtaining  the  required  statistics  of  samples. 

Under  extremely  unfavorable  conditions  of  experimental  tests,  if  the  minimum  number 
{N  >52)  of  informative  samples  were  not  obtained  from  10  patients,  the  experimental 
research  will  be  extended  by  introducing  extra  patients  until  the  required  number  of  informative 
samples  is  obtained. 

The  data  analysis  plan 

1 .  Processing  of  measurement  cycles  experimental  data  in  order  to  evaluate  for  each 
measurement  cycle  a  coincidence  of  measurement  data  from  the  investigated  measurement 
device  and  the  standard  measurement  device. 
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(4) 


Calculation  is  based  on  the  paired  data  of  parallel  measurements 


where 


i 


is  measured  value  by  the  investigated  device 


ice;  i 


is  measured  value  by  the 


standard  device;  i  is  index  of  measurement  point;  and  W  is  a  number  of  measurement  points 
(up  to  180  000). 

For  each  measurement  point  a  difference  is  calculated: 


A  =0,„v),  -  (■>£«),.  i  =  l.  •••: 


Testing  the  hypothesis  on  equality  of  population  means  is  based  on  calculated  value  of  the  test 
statistic  [1]: 

„  rrin-O 


which  is  distributed  as  Student’s  t  with  fl  —  \  degrees  of  freedom. 

Parameters  (mean)  and  S  (standard  deviation)  are  calculated  using  formulas: 


i=i 


^  /=1 


The  calculated  value  T  is  compared  with  the  critical  value  t  ,  obtained  from  the  statistical 
table  of  t  -distribution  values  for  the  W  —  1  degrees  of  freedom  and  5%  significance  level. 

If  \'i\<t  ,  the  hypothesis  on  equality  of  population  means  is  accepted,  otherwise  the 
hypothesis  is  rejected. 

In  this  way,  for  each  measurement  cycle  a  decision  is  stated:  accept  or  reject  the  hypothesis  on 
the  coincidence  of  results. 

2.  Statistical  analysis  of  results  of  the  informative  measurement  cycle  tests  in  order  to  evaluate 
a  coincidence  of  measurement  results  for  the  entire  population  of  samples. 

For  the  investigated  number  N  of  informative  samples  (N  >  52  ),  a  proportion  of 

samples  ( A^+  )  with  the  positive  decision  on  the  coincidence  of  measurement  results  is 
calculated: 

=  (9) 

The  calculated  value  is  compared  with  the  proportion  of  interest  TT  =  0.95 . 

If  the  hypothesis  on  the  coincidence  of  measurement  results  is  accepted. 

Otherwise  the  hypothesis  is  rejected. 
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5.  Protocol  design 

The  steps  that  will  be  taken  for  each  procedure  to  be  performed  on  each  subject  are  as  follows: 

-  head  set  positioning, 

-  evaluation  and  adjustment  of  ultrasound  signals, 

-  monitoring  trial  #1, 

-  monitoring  trial  #2, 

-  head  set  removal, 

-  monitoring  data  processing  and  storing. 

Head  Set  Positioning  and  Calibration 
Head  Set  Positioning 

The  head  set  will  be  positioned  on  the  head  for  transintracranial  time-of-flight  (TITF)  data 
collection  from  Vittamed  Noninvasive  Neurodiagnostic  System. 

The  head  set  will  be  positioned  on  the  head  symmetrically.  The  ear  supports,  a  support  on  the 
bridge  of  the  nose,  upper  and  back  supports  will  be  tightened  so  that  head  frame  is  stable  on  the 
head  and  unable  to  move.  A  small  individually  made  plastic  cushion  will  be  put  on  the  bridge  of 
nose  because  the  form  of  the  bridge  is  individual  to  each  subject  and  will  improve  their  comfort. 
The  posterior  arc  of  the  frame  can  be  removed. 

The  adjustment  screen  of  the  software  will  be  turned  on.  Using  the  on-line  analysis  software, 
the  ultrasound  probes  will  be  optimally  placed  in  the  head  frame  with  coupling  gel  applied. 

Evaluation  and  adjustment  of  ultrasound  signals 

1 .  The  correct  position  of  the  ultrasound  probes  will  be  established  either  upon  the  MRI 
scan  data  (if  available)  or  upon  the  anatomical  properties  of  the  subjects’  head.  The  position 
of  the  ultrasound  probes  will  always  be  controlled  by  the  signal  software. 

2.  If  the  place  is  inappropriate,  the  probes  can  be  moved  upward  or  downward,  backward 
or  forward  to  any  position. 

3.  If  the  acoustic  contact  will  be  too  low,  more  gel  can  be  added. 

4.  Once  the  optimal  position  is  obtained,  the  ultrasound  probes  will  be  tightened  and  fixed. 

Patient  Protocol 

Measurement  Trials  will  be  taken  from  each  patient  at  least  twice  per  day  to  fit  in  with  times 
which  are  convenient  for  the  ICU  nurses. 

Measurement  Trial  No.  1 

The  Measurement  Trial  No.  1  is  the  simultaneous  recording  of  invasive  ICP,  invasive  ABP  and 
noninvasive  transintracranial  time-of-flight  data.  The  data  will  include  pulse  waves,  slow  waves 
(Lundberg's  B  waves)  and  the  mean  value  (ICP,  ABP  and  time-of-flight)  trends.  The  duration  of 
measurement  trials  will  be  1  hour  or  more.  The  noninvasive  monitoring  procedures  will  have  no 
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negative  impact  on  the  subject's  clinical  management  and  no  additional  risks  may  be  created  for 
the  subject  regarding  impact  on  the  expected  care,  safety  and  well  being  and  standard  medical 
recovery  period.  The  benefit  for  subject  from  noninvasive  monitoring  sessions  is  explained  in 
item  6  of  this  protocol. 

The  number  of  trials  will  depend  on  the  pathophysiological  state  of  the  patient  under  trial.  The 
trial  will  be  repeated  only  in  the  cases  when  the  ICP  or  ABP  will  be  significantly  changed  or  if 
B  waves  activity  will  occur  or  the  cerebral  blood  flow  autoregulation  state  will  be  significantly 
changed.  We  intend  to  repeat  the  trials  every  day  during  the  patient  treatment  in  the  ICU  but  not 
longer  than  5  days  because  the  invasive  ICP  probe  needs  to  be  removed  after  that. 

A  pro-forma  data  collection  sheet  will  be  completed  for  each  measurement  trial  (see  Appendix 

A) . 

Measurement  Trial  No.  2 

The  Measurement  Trial  No.  2  is  the  simultaneous  recording  of  invasive  ICP,  invasive  ABP  and 
noninvasive  two  depth  TCD  data  from  the  coma  patient  eye  arteries  intracranial  and  extracranial 
segments.  The  duration  of  such  the  data  recordings  will  be  2  -  3  minutes. 

We  intend  to  repeat  trial  No.  2  twice  a  day  during  the  patient  treatment  in  the  ICU.  We  will 
repeat  trial  No.  2  only  in  the  cases  when  patient's  ICP  is  significantly  changed.  If  ICP  is  stable, 
trial  No.  2  will  not  be  repeated. 

A  pro-forma  data  collection  sheet  will  be  completed  for  each  measurement  trial  (see  Appendix 

B) . 

6.  Risk  /  benefits  Assessment: 

The  brain  injured  patients  at  risk  of  raised  intracranial  pressure  will  be  monitored  applying 
existing  standard  invasive  monitoring  technologies  following  Guidelines  for  the  Management  of 
Severe  Head  Injury,  1995,  American  Association  of  Neurological  Surgeons.  Acoustic  output  of 
Vittamed  Noninvasive  Neurodiagnostic  System  is  below  pre- amendments  fetal  level  (below  the 
level  of  acoustic  field  emission  which  is  used  in  commercially  available  ultrasonic  fetal  imaging 
devices)  and  no  safety  question  for  patient  occur. 

If  patient's  cerebral  blood  flow  autoregulation  is  impaired,  use  of  arterial  pressors  to  raise 
systemic  arterial  pressure,  as  a  means  of  increasing  of  abnormally  low  cerebral  perfusion 
pressure,  is  not  indicated.  The  time  moment  of  the  beginning  of  the  impaired  autoregulation 
state  can  not  be  detected  if  the  cerebral  blood  flow  autoregulation  state  is  not  monitored 
continuously.  Ultrasonic  noninvasive  monitoring  technology  is  the  only  existing  technology  for 
reliable  continuous  monitoring  of  the  cerebral  blood  flow  autoregulation  state  during 
monitoring  sessions. 

The  patient  will  directly  benefit  from  the  more  often  follow-up  examinations  and  additional 
diagnostic  information  evaluated  by  neurosurgeons  and  intensive  care  physicians  participating 
in  the  study.  We  intend  to  examine  patients  enrolled  in  the  study  to  make  better  targeted 
treatment  decisions  four  times  more  often  comparing  with  the  standard  treatment  recommended 
in  Guidelines  for  the  Management  of  Severe  Head  Injury,  1995,  American  Association  of 
Neurological  Surgeons. 
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Additional  diagnostic  information  will  be  obtained  from  noninvasive  continuous  monitoring  of 
the  cerebral  blood  flow  autoregulation  state  using  noninvasive  slow  parenchymal  blood  volume 
wave  data  correlated  with  the  systemic  arterial  blood  pressure  slow  wave  data.  Direct  benefit 
will  be  obtained  due  to  decreased  risks  of  vmdetected  brain  secondary  insults  as  a  result  of 
impaired  autoregulation  and  every  indication  obtained  from  the  noninvasive  monitor  will  call 
for  prompt  additional  standard  diagnostic  testing  and  treatment.  The  noninvasive  data  is 
obtained  from  the  acoustic  path  which  is  the  space  integral  between  ultrasonic  transducers  and 
the  ultrasound  beam  diameter.  Thus,  comparing  with  invasive  local  space  fibber  optic 
intracranial  pressure  transducers,  we  have  a  more  accurate  evaluation  of  the  causes  of 
intracranial  pressure  changes  -  blood  volume  changes  inside  the  parenchyma. 

In  the  case  of  local  severe  head  injury  and  brain  swelling  intracranial  pressure  gradients 
between  cerebral  hemispheres  can  occur.  In  that  case,  an  invasive  unilateral  ICP  monitor  is 
unable  to  detect  the  intracranial  pressure  gradients.  The  benefit  obtained  from  the  transcranial 
Doppler  measurements  of  the  eye  arteries  blood  flows  will  be  the  ability  to  detect  noninvasively 
such  intracranial  pressure  gradients.  Noninvasive  measurements  through  the  eyes  will  be 
performed  through  both  eyes  of  the  subject  under  study.  The  additional  standard  diagnostic 
procedures  (MRI,  CT)  will  be  performed  in  cases  where  we  find  the  appearance  of  the 
intracranial  pressure  gradients.  This  additional  standard  diagnosing  and  treatment  decisions  will 
be  of  benefit  to  the  patient. 

When  blood  flow  in  the  eye  artery  is  measured  an  external  low  pressure  will  be  added  to  the 
eye.  The  maximal  value  of  the  added  pressure  will  be  less  than  30  mmHg  because  we  intend  to 
study  only  a  limited  range  of  ICP  values  below  and  above  the  critical  ICP  level  20.0  ...  25.0 
mmHg.  This  level  of  pressure  is  equivalent  to  a  change  in  atmospheric  pressure  within  300  m 
altitude  or  change  in  water  pressure  at  the  depth  0.5  m.  No  additional  risks  or  research  related 
injury  for  the  subject  under  study  will  be  caused  by  using  such  an  external  pressure  to  the  eye 
and  by  using  of  standard  ultrasonic  Doppler  device. 

No  additional  risks  for  subject  under  study  will  be  caused  by  using  the  noninvasive  device 
during  the  hour  period  that  the  device  will  be  in  place  during  the  two  times  a  day  and  no 
limitations  for  the  subjects  mobility  will  be  caused  by  using  the  noninvasive  device. 

7.  Reporting  of  Serious  and  Unexpected  Adverse  Events 

Adverse  experiences  that  are  both  serious  and  unexpected  will  be  immediately  reported  by 
telephone  to  the  USAMRMC  Office  of  Regulatory  Compliance  and  Quality  (301-619-2165) 
(non-duty  hours  call  301-619-2165  and  send  information  by  facsimile  to  301-619-7803).  A 
written  report  will  follow  the  initial  telephone  call  within  3  working  days.  Address  the  written 
report  to  the  U.S.  Army  Medical  Research  and  Materiel  Command,  ATTN:  MCMR-RCQ,  504 
Scott  Street,  Fort  Detrick,  Maryland  21702-5012. 

An  adverse  event  temporally  related  to  participation  in  the  study  should  be  documented  whether 
or  not  considered  to  be  related  to  the  test  article.  This  definition  includes  intercurrent  illnesses 
and  injuries,  and  exacerbation  of  preexisting  conditions.  Include  the  following  in  all  IND  safety 
reports:  Subject  identification  number  and  initials;  associate  investigator’s  name  and  name  of 
MTF;  subject’s  date  of  birth,  gender,  and  ethnicity;  test  article  and  dates  of  administration; 
signs/symptoms  and  severity;  date  of  onset;  date  of  resolution  or  death;  relationship  to  the  study 
drug;  action  taken;  concomitant  medication(s)  including  dose,  route  and  duration  of  treatment, 
and  date  of  last  dose. 
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8.  Medical  Monitor 


A  medical  monitor  is  assigned  to  this  study.  The  name  of  the  medical  monitor  is  Bronius 
Spakauskas,  MD.  The  Curriculum  vitae  of  the  medical  monitor  Bronius  Spakauskas  is 
provided.  This  individual  is  a  qualified  physician,  other  than  the  Responsible  Investigator,  not 
associated  with  this  particular  protocol,  able  to  provide  medical  care  to  research  subjects  for 
conditions  that  may  arise  during  the  conduct  of  the  study,  and  who  will  monitor  the  subjects 
during  the  conduct  of  the  study.  The  medical  monitor  is  required  to  review  all  serious  and 
unexpected  adverse  events  (per  ICH  definitions)  associated  with  the  protocol  and  provide  an 
unbiased  written  report  of  the  event  within  10  calendar  days  of  the  initial  report.  At  a  minimum, 
the  medical  monitor  should  comment  on  the  outcomes  of  the  adverse  event  (AE)  and 
relationship  of  the  AE  to  the  test  article.  The  medical  monitor  should  also  indicate  whether  he 
concurs  with  the  details  of  the  report  provided  by  the  study  investigator. 

9.  Disposition  of  Data 

The  data  will  be  stored  in  Vitta  Corporation  (Bethel,  CT,  USA)  for  5  years  after  the  completing 
of  the  research.  The  data  analysis  will  be  based  on  the  hypotheses  statistical  testing 
methodology  (e.g.,  applying  criterion)  and  statistical  calculation  of  monitored  data 
uncertainty  methodology. 

10.  Review  of  research  records 

It  should  be  noted  that  representatives  of  the  US  Army  Medical  Research  and  Materiel 
Command  are  eligible  to  review  research  records  as  a  part  of  their  responsibility  to  protect 
human  subjects  in  research. 

11.  Roles  and  Responsibilities  of  Study  Personnel 

V.  Deltuva,  MD  and  A.  Matukevicius,  MD  will  implant  the  standard  invasive  transducers  and 
will  assist  the  studies,  will  be  responsible  for  acquisition  of  the  Consent  Form, 

G.  Daubaris,  DSc.  will  perform  the  monitors  operating  and  monitoring  data  collection  and 
storing,  documentation  and  maintenance  of  the  study  records  and  subject  data,  maintenance  and 
quality  assurance  checks  of  the  device, 

R.  Tarasevicius,  Dr.  will  perform  the  treatment  of  ICU  coma  patients  as  an  intensive  care  unit's 
physician,  will  be  responsible  for  the  education  of  the  ICU  staff 

12.  Recruitment  and  Inform  Consent  Process 

Recruitment  process  will  involve  discussion  with  the  family  member  of  the  comatose  patient 
who  could  be  the  subject  of  investigations  and  encouragement  to  ask  all  possible  questions.  No 
additional  recruitment  materials  will  be  used.  Only  the  consent  to  participate  in  research  form 
will  be  used  during  the  discussion  with  the  family  member  of  the  potential  subject  of 
investigation. 

Responsible  for  the  consent  process  will  be  the  member  of  clinical  study  personnel  Dr.  A. 
Matukevicius  who  will  be  on  duty  at  the  moment  of  the  appearance  of  comatose  patient  in  the 
ICU. 

The  photographs  or  videotapes  of  the  subjects  will  not  be  produced. 
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13.  Procedure  to  be  followed  if  a  modification  of  the  protocol,  consent  form  or  protocol 
related  documents  becomes  necessary 

Any  changes  in  the  protocol  must  first  be  approved  by  the  local  Ethics  Committee  and  the 
Department  of  the  Army  Human  Subjects  Research  Review  Board  (HSRRB)  before 
implementation  of  the  modifications.  The  nature  of  the  modification  will  determine  the  type  and 
level  of  review. 

14.  Responsibilities  of  the  Responsible  Investigator  to  the  Surgeon  General  through  the 
USAMRMC,  Office  of  Regulatory  Compliance  and  Quality 

14.  1.  To  promptly  report  changes  or  unanticipated  problems  in  a  research  activity.  Normally, 
changes  may  not  be  initiated  without  TSG  approval,  except  where  necessary  to  eliminate 
apparent  immediate  hazards  to  the  human  subject  or  others. 

14.  2.  To  immediately  report  by  telephone  (DSN  343-2165  or  301-619-2165)  (non-duty  hours 
call  301-619-2165  and  send  information  by  facsimile  to  DSN  343-7803  or  301-619-7803) 
adverse  experiences  that  are  both  serious  and  unexpected.*  For  those  projects  involving  an 
Investigational  New  Drug  (IND)  application  sponsored  by  TSG,  a  written  report  will  follow  the 
initial  telephone  call  within  3  working  days. 

14.  3.  To  promptly  report  any  change  of  investigators. 

14.  4.  To  prepare,  at  a  minimum,  an  annual  progress  report  or  final  report  in  accordance  with 
Title  21,  Code  of  Federal  Regulations,  Part  312.33. 

14.  5.  To  immediately  report  by  telephone  (DSN  343-2165  or  301-619-2165)  knowledge  of  a 
pending  compliance  inspection  by  the  Food  and  Drug  Administration  (FDA)  or  other  outside 
governmental  agency  concerning  clinical  investigation  or  research.  *"Serious  adverse 
experience"  means  any  experience  that  suggests  a  significant  hazard,  contraindication,  side 
effect,  or  precaution.  With  respect  to  human  clinical  experience,  a  serious  adverse  drug 
experience  includes  any  adverse  drug  experience  that  is  fatal  or  life-threatening,  is  permanently 
disabling,  requires  inpatient  hospitalization,  or  is  a  congenital  anomaly,  cancer,  or  overdose. 
"Unexpected  adverse  experience"  means  any  adverse  experience  that  is  not  identified  in  nature, 
severity,  or  frequency  in  the  current  investigator  brochure;  or,  if  an  investigator  brochure  is  not 
required,  that  is  not  identified  in  nature,  severity,  or  frequency  in  the  risk  information  described 
in  the  general  investigational  plan  or  elsewhere  in  the  current  application,  as  amended. 

15.  Signature  of  Responsible  Investigator 

"I  have  read  the  foregoing  protocol  and  agree  to  conduct  the  study  as  outlined  herein". 


Responsible  Investigator  Arminas  Ragauskas,  DSc. 


REPLY  TO 
ATTENTION  OF: 


DEPARTMENT  OF  THE  ARMY 

us  ARMY  MEDICAL  RESEARCH  AND  MATERIEL  COMMAND 
504  SCOTT  STREET 
FORT  DETRICK,  MARYLAND  21702-5012 


MCMR-RMI-S  (70-ly) 


18  Apr  03 


MEMORANDUM  FOR  Administrator,  Defense  Technical  Information 
Center  (DTIC-OCA) ,  8725  John  J.  Kingman  Road,  Fort  Belvoir, 
VA  22060-6218 

SUBJECT:  Request  Change  in  Distribution  Statement 


1.  The  U.S.  Army  Medical  Research  and  Materiel  Command  has 
reexamined  the  need  for  the  limitation  assigned  to  technical 
reports  written  for  this  Command.  Request  the  limited 
distribution  statement  for  the  enclosed  accession  numbers  be 
changed  to  "Approved  for  public  release;  distribution  unlimited. 
These  reports  should  be  released  to  the  National  Technical 
Information  Service. 

2.  Point  of  contact  for  this  request  is  Ms.  Kristin  Morrow  at 
DSN  343-7327  or  by  e-mail  at  Kristin.Morrow@det.amedd.army.mil. 

FOR  THE  COMMANDER: 


Enel 


Deputy  Chief  of  Staff  for 
Information  Management 
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